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HP References in this Manual 

This manual may contain references to HP or Hewlett-Packard. Please note that Hewlett- 
Packard's former test and measurement, semiconductor products and chemical analysis 
businesses are now part of Agilent Technologies. We have made no changes to this 
manual copy. The HP XXXX referred to in this document is now the Agilent XXXX. 

For example, model number HP8648A is now model number Agilent 8648A. 

About this Manual 

We’ve added this manual to the Agilent website in an effort to help you support your 
product. This manual provides the best information we could find. It may be incomplete 
or contain dated information, and the scan quality may not be ideal. If we find a better 
copy in the future, we will add it to the Agilent website. 



Support for Your Product 

Agilent no longer sells or supports this product. You will find any other available 
product information on the Agilent Test & Measurement website: 

www.tm.aqilent.com 

Search for the model number of this product, and the resulting product page will guide 
you to any available information. Our service centers may be able to perform calibration 
if no repair parts are needed, but no other support from Agilent is available. 
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MANUAL CHANGES 

I — MANUAL IDENTIFICATION , 



I Model Number HP 54501A 



Date Printed: 



JUNE 1988 



Part Number 54501-90902 



This supplement contains important information for correcting manual errors 
and for adapting the manual to instruments containing improvements made 
after the printing of the manual. 

To use this supplement; 

Make all ERRATA corrections. 

Make ail appropriate serial number related changes indicated in the tables. 



•Serial Prefix or Number- 



Make Manual Changes 



Serial Prefix or Number • 



Make Manual Changes 




► NEW ITEM 



ERRATA 



Section 1. General Information 
Paragraph 1-4. Accessories Supplied. 

Change: Two HP 10434A Miniature Passive Probes to 
Two HP 10432A Miniature Passive Probes. 



Replace page 1-9 with page provided to correct table 1-4. 

Replace page 2*3 with page provided to correct required equipment list. 
Replace page 3-3 with page provided to correct test equipment setup. 



Manual change supplemenls are revised as often as necessary lo keep manuals as current and accurate as possible Hewlett-Packard 
recommends that you periodically request the latest edition of this supplement Free copies are available, from all HP offices When 
requesting copies quote the manual Identification Inlormalton from your supfrtemenl, or the model number and print date from the title page 
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Tatjle 1-4. Recommended Test Equipment 



REQUIRED 


CRITICAL SPECIFICATIONS 


RECOMMENDED 


USE* 


DMM 


5 1/2 digit resolution 


HP 3478A 


A, T 


OSCILLOSCOPE 


100 MHz BW 

high-z input w/10:l probe 


HP 54501A 


A 


PULSE 

GENERATOR 


<70 ps risetime 


Tektronix 

284 


A 


POWER 

SUPPLY 


30 mV to 30 V 
0.025% accuracy 


HP 6114A 


P 


SIGNAL 

GENERATOR 


100 MHz 

.003% accuracy 


HP 8656A 


P 


SQUARE-WAVE 

GENERATOR 


100 Hz to 1 kHz 
300 mV p-p to 5 V p-p 


HP 8116A 


A 


POWER 

METER 


100 MHz frequency range 
.02 dB accuracy 


HP 436A 


P 


POWER 

SENSOR 


HP 436A compatibility 


HP 8482A 


P 


BNC TEE 


(m) to (f) (f) 


HP 1250-0781 


P 


50 OHM 
TERMINATION 


Accuracy: tl% 


HP lOlOOC 


A. P 


TYPE N (m) 
CABLE 


24 inches (m) to (m) 


HP 11500B 


A, P 


TYPE N (f) 
BNC ADAPTER 


N (f) to BNC (f) 


HP 1250-1474 


P 


BNC 50 OHM 
ADAPTER 


BNC (f) to dual 
banana plug (m) 


HP 1251-2277 


A, P 


BNC CABLE 


48 inches 


HP 10503A 


A, P 


EXTENDER 

CABLE 


no substitute 


HP 54503- 
61604 


A 


RESISTOR 


2 ohms, 25 Watts 


HP 0811-1390 


T 


* P=Performance Tests A=Adjustments 


T=Troubleshooting 
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SECTION 3 
PERFORMANCE TESTS 




3-1. INTRODUCTION 

This section provides procedures to test the 
electrical performance of the HP 54501A ac- 
cording to the specifications in table 1-1 of this 
manual, Although the HP 54501A internal 
selftests provide a high confidence level of sys- 
tem functions, the performance test 
procedures may be performed upon incoming 
inspection of the HP 54501A and periodically 
to ensure and maintain peak performance. 

3-2. EQUIPMENT REQUIRED 

Equipment required for the performance tests 
in this section is listed in the Recommended 
Test Equipment table in Section 1. Any 
equipment that satisfies the critical specifica- 
tion listed in the table may be substituted for 
the recommended model 

3-3. TEST RECORD 



MENU . press front.panel UTIL key and then 
select selftest menu softkey. A message will 
be displayed with the instruction to remove all 
inputs to the HP 54501 A. Selecting test all 
softkey will invoke a loop which runs all the 
selftests in succession. During execution of 
the selftests, the following messages will be 
displayed as each selftest is completed: 



PASSED System RAM 

PASSED Non-Volatile RAM 

PASSED Display RAM 

PASSED Protected Non-Volatile RAM 

PASSED System ROM 

PASSED Acquisition RAM 

PASSED Logic Trigger 

PASSED Timebase 

PASSED D/A Converter 

PASSED HP-IB 

PASSED A/D Converter 



The results of the performance tests may be 
tabulated on the Test Record provided at the 
end of this section. The Test Record lists the 
performance tests and provides an area to 
mark test results The results recorded in the 
table at incoming inspection may be used for 
later comparisons of the tests during periodic 
maintenance, troubleshooting, and after 
repairs or adjustments. 



3-4. SELFTEST VERIFICATION 

To verify a high confidence level of system 
operation without the test equipment neces- 
sary for the performance tests in this section, 
the HP 54501 A selftests may be performed. 
The internal tests verify functions on the 
System Board Assembly of the HP 54501 A. 
The functions tested are the stx separate 
memories and five other functions of the 
board. To invoke the HP 54501A SELFFEST 




When one of the self tests have failed, failed 
will be displayed rather than PASSED, and a 
16-bit diagnostic code will be displayed This 
code IS used by factory service personnel 
when troubleshooting the System Board 
Assembly. Failure of any of these selftests in- 
dicate a failure on the System Board Assembly 
which must be returned to the factory for ser- 
vice. For more information on service, refer to 
section 6 of this manual. 



NOTE 

The loop test in the SELFTEST MENU is 
a troubleshooting aid for factory service 
only. 
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3-5. BANDWIDTH PERFORMANCE TEST 
Specification: 



DC to 100 MHz (Repetitive) 
DC to 1 MHz (Single-shot) 



Equipment Required: 



Signal Generator HP 8656B 

Power Meter HP 436A 

Power Sensor HP 8482A 

Type N (f) BNC (f) Adapter HP 1250-1474 

BNC Cable HP 10503A 

BNC tee HP 1250-0781 



Procedure; 



1 . Connect equipment as in figure 3-1 . 

2. Set Signal Generator frequency to approximately 100 kHz. 

3. Autoscale HP54501A by pressing front-panel AUTOSCALE key. 

4. Press front-panel DISPLAY key and select grid. 

5. Press front-panel CHANNEL and set vertical sensitivity to 100 mV/div. 

6. Adjust Signal Generator output for vertical deflection on HP 54501A of exactly 8 divisions. 
Adjust offset as necessary 

7. Set Power Meter CAL FACTOR % for 100 kHz value from Power Sensor CAL FACTOR % 
chart. 

8. Press Power Meter %[REF] key to set 0 dB reference. 

9. Change Signal Generator frequency to 100 MHz. 

10. Select HP 54501A TIMEBASE and set at 10 nsec/div. Adjust trigger level, if necessary, for 
stable display. 

11. Set Power Meter CAL FACTOR % for 100 MHz value from Power Sensor CAL FACTOR % 
chart. 

12. Adjust Signal Generator output level to obtain 0 dB on Power Meter. 

13. Deflection of displayed signal should be equal to or greater than 5.6 divisions in amplitude- 

14. Repeat steps 1 through 14 to test channels 2, 3. and 4. 
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HP i2se-e?6t 
BNC TCC 
(UXDtP) 



HP 12Se-1474 
TYPC N SNC 
TPB 



POWER 

SENSOR 

Cable 



Figure 3^1 . Bandwidth Performance Test Setup 




3-6. OFFSET ACCURACY TEST 

Specification: 



± 2% of offset + 0.2 X (V/div) + .075 dtv/A®C 
5 mV range. ± 2% of offset + 0.4 X (V/div) + 0.15 div/^“C 



Equipment Required: 

Power Supply HP6114A 

BNC 50-ohm Adapter HP 1251 -2277 

Procedure: 




1. Connect Power Supply to HP 54501 A Channel 1 input. 

2. Adjust Power Supply for +1 V output. 

3. Press HP 54501A front-panel CHAN key. 

a. Select channels 1 on. 

b. Select 100mV/div. 

c. Set coupling to dc. 

d. Set offset to 1 V. 

4. Check for baseline within 1 .8 divisions {cm) of center reference- 
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5. Repeat steps 1 through 4 for channels 2 through 4. 

6. Adjust Power Supply for +50 mV output. 

7. Press HP 54501 A front-panel CHAN key. 

a. Select channel 1 on 

b. Select 50 mV/div. 

c. Set coupling to dc. 

d. Set offset to +50 mV. 

8. Press HP 54501A front-panel display key. 

a. Select avg mode. 

b. Set #of avg to 2048. 

9. Check for baseline within 0.4 divisions (cm) of center reference 



NOTE 

This performance test is temperature sensitive Test limits in steps 4, 8 , and 
9 are with instrument operating af same temperature as when ca//Pra/ed. If 
temperatures are not the same, the error will be increased by 0.075 div/^ °C 
(0 75 d/v/A®C on 5 mV/div range). 



10. Repeat steps 7 through 9 for channel 4. 
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CERTIFICATION 



Hewlett-Packard Company certifies that this produi^ met its published specifications at the time of 
shipment from the factory. Hewlett-Packard further certifies that its calibration measurements are 
traceable to the United States National Bureau of Standards, to the extent flowed by the Bureau's 
calibration facility, and to the calibration facilities of other International Standards Organization 
members. 



WARRANTY 

This Hewietl-Packard product is warranted against defects in material and workmanship for a 
period of one year from date of shipment. During the warranty period, Hewlett-Packard Company 
will, at its option, either repair or replace products which prove to be detective. 

For warranty service or repair, this product must be returned to a service facility designated by HP. 
Buyer shall prepay shipping charges to HP and HP shall pay shipping charges to return the 
product to Buyer. However, Buyer shall pay all shipping charges, duties, and taxes for products 
returned to HP from another country. 

HP warrants that its software and firmware designated by HP for use with an instrument will 
execute its programming instructions when properly installed on that instrument. HP does not 
warrant that the operation of the instrument or software, or firmware will be uninterrupted or error 
free. 



LIMITATION OF WARRANTY 

The foregoing warranty shall not apply to defects resulting from improper or inadequate 
maintenance by Buyer, buyer-supplied software or interfacing, unauthorized modification or 
misuse, operation outside the environmental specifications for the product, or improper site 
preparation or maintenance. 

NO OTHER WARRANTY IS EXPRESSED OR IMPLIED. HP SPECIFICALLY DISCLAIMS THE 
IMPLIED WARRANTIES OF MERCHANTABILITY AND FITNESS FOR A PARTICULAR PURPOSE. 



EXCLUSIVE REMEDIES 

THE REMEDIES PROVIDED HEREIN ARE BUYER’S SOLE AND EXCLUSIVE REMEDIES. HP 
SHALL NOT BE LIABLE FOR ANY DIRECT, INDIRECT, SPECIAL, INCIDENTAL. OR 
CONSEQUENTIAL DAMAGES. WHETHER BASED ON CONTRACT. TORT, OR ANY OTHER LEGAL 
THEORY. 



ASSISTANCE 

Product maintenance agreements and other customer assistance agreements are ava//ab/e for 
Hewlett-Packard products. 

For any assistance, contact your nearesf Hewlett-Packard Sales and Service Office. Addresses are 
provided at the back of this manual. 
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SAFETY CONSIDERATIONS 



GENERAL - IhlE 18 a Safety Class I instrument (provided 
with terminal (or protective earthing) 

OPERATION - BEFORE APPLYING POWER verify that the 
power transformer primary Is matched to the available line 
voltage, the correct fuse Is Installed, and Safety Precautions 
are taken (see the tallowing warnings) In addition, note the 
instrument's external marklrtgs which are described under 
"Safety Symbols " 



WARNING I 

o Servicing Instructions are for use by service-trained 
personnel To avoid dangerous electric shock, do r>ot 
perform any servicing unless qualified to do so 

©BEFORE SWITCHING ON THE INSTRUMENT, the 
protective earth terminal of the Instrument muat be 
connected to the protective conductor of the (mains) 
powercerd The mains plug shall only be inserted In a 
socket outlet provided with a protective earth contact The 
protective action must not be negated by the use of an 
extension cord (power cable) without a protective 
conductor (grounding) Grounding one conductor of a two- 
conductor outlet is not sufficient protection. 

olf this Instrument Is to be energized via an 
auto-transformer (for voltage reduction) make sure the 
common terminal Is connected to the earth terminal of the 
posver source 

©Any Interruption of the protective (grounding) conductor 
(Inside or outside the Instrument) or disconnecting the 
protective earth terminal will cause a potential shock 
hazard that could result In personal injury 

eWherwver It Is likely that the protection has been Impaired, 
the Instrument must be made Inoperative and be secured 
against any unintended operation 

oOnly fuses with the required rated current, voltage, and 
spedtled type (normal blow, time delay, etc) should be 
used Do not use repaired fuses or short circuited 
fuseholders To do so could cause a shock or fire hazard 

oDo not operate the Instrument In the presence of flammable 
gasses or fumes Operation of any electrical Instrument In 
such an environment constitutes a definite safety hazard 



o Do not iTKtall substitute parts or perform any unauthorized 
mocfiflcatlon to the Instrument 

o Adjustments described in the manual are performed with 
power supplied to the Instrument while protective covers 
are removed Energy available at many points may. If 
coniKled, result In personal Injury 

oAny adjustment, maintenance, and repair of the opened 
Instrument under voltage should be avoided as much as 
possiMe, and when Inevitable, should be carried out only by 
a skHed person who ts aware of the hazard involved. 

oCapacttors inside the instrument may still be charged even 
If the ^slrument has been disconnected from its source of 
supf^ 



BAPETY SYMBOLS 

Instruction manual symbol The product will be 
marked with this symbol whan It Is necessary for 
the user to refer lo the Instruction manual In order 
to protect against damage to the product 



Indicates hazardous voltages 




Earth terminal (sometimes used in manual to 
indicate circuit oornmon connected to grounded 



chasBlst 



The WARNING sign denotes a hazard It 

calls attention to a procedure, practice, 
or the like, which, It rwt correctly 
performed or adhered to, could result in personal Injury Do 
rtol proceed beyond a WARNING sign until the Indicated 
coitions ere tuHy understood and met 



CAUTION 



The CAUTION sign denotes a hazard It 
calls attention to an operating procedure, 
practice, or the like, which, If not 
correctly performed or adhered to, could result In damage to 
or destruction of part or all of the product Do not proceed 
beyond a CAUTION sign unUI the indicated conditions are 
fully imderstood or met 
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SECTION 1 
GENERAL INFORMATION 



1-1. INTRODUCTION 

This service manual contains information on 
installing, testing, adjusting, and servicing the 
Hewlett-Packard Model 54501 A Digitizing 
Oscilloscope. This section of the manual in- 
cludes instrument identification, description, 
options, accessories, specifications and other 
basic information. 

A microfiche part number is listed under the 
manual part number on the title page of this 
manual. This number may be used to order 4 
X 6-inch microfiche transparencies of the 
manual. Each microfiche contains up to 96 
photo-dupilcates of the manual pages. The 
microfiche package also contains the latest 
Manual Changes supplement as well as per- 
tinent Service Notes. 



1-2. INSTRUMENTS COVERED BY 
MANUAL 

On the rear panel of the instrument is a serial 
number plate. The serial number is in the 
form: OOOOAOOOOO. It is composed of two 

parts; the first four digits and the letter are the 
serial prefix and the last five digits are the suf- 
fix. The prefix is the same for all Identical in- 
struments and changes only when a change 
has been made to the instrument. The suffix 
however, is assigned sequentially and is dif- 
ferent for each instrument. The contents of 
this manual apply to instruments with the 
serial number prefix(es) listed under SERIAL 
NUMBERS on the title page. 

An instrument manufactured after the printing 
of this manual may have a serial number prefix 
different than those listed on the title page. 
This unlisted serial number prefix indicates the 
instrument is different from those described in 
this manual. The manual for this instrument 
is accompanied by a yellow Manual Changes 
supplement. This supplement contains the 
necessary "change information" that explains 
how to adapt the manual to the newer 
instrument. 



In addition to change information, the supple- 
ment may contain information for correcting 
errors in the manual. To keep this manual as 
accurate as possible, periodically request the 
latest Manual Change supplement for the In- 
strument manual. The supplement for this 
manual is identified with the manual part num- 
ber and print date, both of which appear on 
the manual title page. Complimentary copies 
of the supplement are available from 
Hewlett-Packard. 

For information concerning a serial prefix 
number not listed on the title page or in the 
Manual Changes supplement, contact your 
nearest Hewlett-Packard office. 



1-3. INSTRUMENT DESCRIPTION 

The HP 54501 A Digitizing Oscilloscope is a 
general-purpose, 100 MHz bandwidth oscillo- 
scope. The HP 54501 A has tour input chan- 
nels, two of which have limited input attenua- 
tion. Channels 2 and 3 are limited to an at- 
tenuation factor of 10 and optimized for digital 
signals. Full programmability has been incor- 
porated into the HP 54501 A and may be used 
in a broad range of HP-IB applications, from 
high-speed ATE to device characterization in a 
research and developement environment. The 
HP 54501A Digitizing Oscilloscope features 
powerful triggering, easy waveform storage, 
automatic measurements and instant hardcopy 
ouput. 



1-4. ACCESSORIES SUPPLIED 

The following accessories are supplied with 
the HP 54501 A Digitizing Oscilloscope; 



Two HP 10434A Miniature Passive Probes. 
One miniature probe to BNC male adapter. 
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One 2.3 metre (7.5 feet) power cord. See 
section 2 for available power cords. 

One Operating and Programming Manual 
Set. 

One Service Manual. 



1-5. ACCESSORIES AVAILABLE 

The Following accessories are available for use 
with the HP 54501A: 



Soft Carrying Case. HP Part Number 
1540-1066. 

HP Model 1008A Option 006 Testmoblle. 
Transit Case. HP Part Number 9211*1645. 



1-6. OPTIONS AVAILABLE 



Option 908 - HP Rackmount Kit. HP Part 
Number 5061-6175. 

Option 910 - Additional Service Manual and 
Operating and Programming Manual Set. 

Option 090 * Deletion of probe accessories. 

1-6. SPECIFICATIONS 

Table 1*1 is the list of specifications and 
characteristics for the HP 54501A Digitizing 
Oscilloscope. The specifications are the per- 
formance standards or limits for which the os- 
cilloscope is tested. 



1-7. OPERATING CHARACTERISTICS 

Table 1-2 is a list of the operating characteris- 
tics of the HP 54501 A Digitizing Oscilloscope. 
The operating characteristics are a summary 
of performance capabilities of the HP 54501 A. 



1-8. GENERAL CHARACTERISTICS 

Table 1*3 is general characteristics of the HP 
54501 A Digitizing Oscilloscope. The general 
characteristics are useful environmental operat- 
ing conditions, shipping weights, and instru- 
ment dimensions. 



1-9. RECOMMENDED TEST EQUIPMENT 



Table 1-4 is a list of the test equipment 
required to test performance, make adjust- 
ments, and troubleshoot the HP 54501A 
Digitizing Oscilloscope. The table indicates 
the critical specification of the test equipment 
and for which procedure the equipment is 
necessary. Equipment other than the recom- 
mended model may be used if it satisfies the 
critical specification listed in table 1-4. 
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Table 1-1. HP 54501 A Specffic^ions and Characteristics 



SPECIFICATIONS 



BANDWIDTH: 



dC'Coupled 

Repelitive: dc to 100 MHz (-3 dB) 

Single Shot; dc to 1 MHz 
(Based on 10 points per period ot Input signal } 
ac'coupled 

Repetitive: 10 Hz to 100 MHz (-OdB) 

Single Shot: 10 Hz to 1 MHz 

(Based on 10 points per period of Input signal.) 

RISETIME: 3.5 ns 

(Calculated from Risetime ° 0.35/Bandwldih.) 

NUMBER OF CHANNELS. 4 (2-v2) 

Channels 2 and 3 are limited attenuator 
Inputs, optimized for digital signals 
SIMULTANEOUS CHANNELS: 2+2 
Channels 1 or 2 simultaneous with 3 or 4 With 
more than two channels, the other channels are 
acquired alternately In pairs 
VERTICAL SENSITIVITY 
Maximum: S mV/div 
Minimum: S V/dIv 

VERTICAL GAIN ACCURACY (de): t1.5% 

MAX INPUT VOLTAGE: t250 V DC + peak ae (<t0KHz} 
OFFSET ACCURACY! 

±2% of offset + 0.2 X (V/div) + .078 div4^C from 
calibration temperature. 

(For 5 mV/dIv range, ±2^4 of offset + 0 4 X (V/div) + 

+ 0 IS div/^C from calibration temperature.) 

VOLTAGE MEASUREMENT ACCURACY (single channel) 
Single Cursor: Gain Accuracy + offset + A/0 resolution 
Dual Cursor Gain Accuracy + 2X A/D resolution 

TIME BASE RANGE 
Minimum; 2 ns/div 
Maximum; 5 s/div 
TIME BASE ACCURACY: 0.008% 

DELTY t ACCURACY: 1 ns ±(SE) X Delta tt0.02 
Delta t accuracy for dual-cursor, single-channel 
measurement, or for channel-to-channel 
measurement after visual time null calibration 
has been done 
TRIGGER SENSITIVITY 
5 mv/div: 

dc-20 MHz 0.1 X full-scale 

20 MHz-100 MHz 0.25 X full-scale 
All other: 

dc-20 MHz 0.05 X full-scale 

20 MHz-100 MHz 0.125 X full-ecale 



CHARACTERISTICS 

VERTICAL RESOLUTION: 

±0.4% - 8-bit A/D 

(Since expansion Is used for 5 mV/div range, A/D 
resolution Is 7 bits [0 8%) In that range.) 

±0.1% - 10 bits via HP-iB 
(with averaging) 

MAXIMUM SAMPLE RATE: 10 Msa/s 

MEMORY DEPTH: 

SOI points (display) 

1024 points (via HP-IB) 

(For single-shot via HP-IB, maximum memory depth is 
501 points For 2 ns/div time base range, memory depth 
Is 200 points For 5 ns/dIv time base range, 
maximum memory depth via HP-IB Is 501 points ) 

INPUT RC (nominal); 1 MO, 16 pF 

INPUT COUPLING: ac, dc 



OFFSET RANGE: 
Sanslllvity Range 
5 - 50 mV/div 
0.1 • 1 V/div 
1 • 5 V/dIv 



Available Offset 
±2V 
±20V 
±200V 



DYNAMIC RANGE: ±18 divisions from center 
Operating range for dc + peak AC input 

CHANNEL-TO-CHANNEL ISOLATION; 

(With channels at equal sensitivity) 

40 dB dc to 20 MHz 

30 dB 20 MHz to 100 MHz 

MAXIMUM TIME BASE RESOLUTION: 100 ps 

DELAY RANGE (post trigger); 

Time Base Setting - Available Delay 
50 ms- 5 s 40 X (s/div) 

100/Js - 20 ms Is 

2ns • 50 jUs -10,000 X (s/dlv) 

DELAY RANGE (pretrlgger): 

Time Base Setting Delay 

10^-58 -40 X (s/div) 

20 ns - 8 /is -200 |is 

2 ns • 10 ns -10,000 X (s/div) 

TRIGGER PULSE WIDTH (minimum): 7 ns 
TRIGGER LEVEL RANGE: ±6 div from center 



Speclflcatlon$ valid for temperatura range ± 10 C callbrallon fe/nperafure with 8 averages sefecred and channal(s) In sen- 
altivlty range 1, 2, or 5 
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Table 1-2. HP 54501 A Oper^lng Characteristics 



VERTICAL 

Deflection factors: Channels 1 and 4: With single 
screen selected, attenuation factors are adjustable 
from 5 mV/dIv to 5 V/dtv In a 1 -2-5 sequence with 
the knob Finer adjustments may be made using 
direct keypad entry or the knob with the FINE key 
selected 

Channels 2 and 3: With slngle-soreen mode selec- 
ted, attenuation factors are adjustable from 100 
mV/dIv to 500 mV/dIv In a 1-2-5 sequence with the 
knob Finer adjustments may be made using direct 
keypad entry or the knob with the FINE key 
selected. 

Probe attenuation factors: Values from 0 9 to IK 
may be entered to scale the oscilloscope for exter- 
nal probes or attenuators attached to the channel 
Inputs When probe tip calibration is performed, 
this value Is calculated automatically 

Bandwidth limit (HF Reject): May be selected far 
each individual Input to provide a low-pass filter 
with 8 -3 dB point at approximately 20 MHz for 
both triggering and signal display 

ECL/TTL Presets: vertical deflection (actor, offset, 
and trigger level may be preset Independently on 
each channel for ECL and TTL levels 

HORIZONTAL 

Dual time base windowing: Allows user to zoom 
In on user-defined portion of the waveform using 
cursors that are displayed on the top half ol the 
screen An expanded time base Is displayed on 
the lower half of the screen The window time 
base may be set to provide as much as a 20 1 ex- 
pansion ratio 

Waveform measurements are performed on the 
dual time base window information when window- 
ing Is turned on 

Delay between channels: difference In delay be- 
tween channels may be nulled out to compensate 
for differences tn input cables or probe length. 

Use the time null cal found in the Utility menu.. 



Reference location: The reference point may be 
located at the left edge, center, or right edge of the 
display For zero delay, the relerence point Is the 
trigger point For non-zero delay, the reference 
point Is equal to the trigger point plus the delay 
time 

TRiCOER MODES 

Edge trigger Positive or negative edge may be 
sheeted for trigger on any of the four channel 
Irtpute 

Pattern trigger. A pattern may be specllled using 
all lour of the Inputs Each of the inputs may be 
specified as a high. low. or Don’t care with resj^ect 
to the level setting In the edge trigger menu 
Trigger may be selected to occur on the Iasi edge 
to enter the specllled pattern or the first edge to 
exit the specified pattern 

Time-qualified pattern trigger A trigger will occur 
on the first edge to exit a pattern, only If It meets 
the specified time criteria The available time- 
qualified modes are 

pattern present less than [time] pattern present 
greater than [time] renge-pattern present 
greater than [timel] and less than [time2] 

The time [time] settings are adjustable from 20 ns 
to 160 ms (±/-3‘« ns) The lime filler recovery 
time is less toan oi equal to 12 ns In the 
PATTERN PRESENT LESS THAN [TIME] mode, 
the pattern must be present greater than 7 ns tor 
the trigger to respond 

Olltoh trigger Use PATTERN PRESENT LESS 
THAN [TIME] with [lime] selected such that Is just 
under the pulse width of the signal you are analyz- 
ing llie minimum eapturable glitch width is 7 ns 

State trigger; A pattern is sjTecIfled on any three of 
the lour Inputs with the fourth Input used as a 
clock A trigger will occur on Ihe rising or falling 
edge of the input specified as the clock A trigger 
will occur on the rising or falling edge of the Input 
spelled as the clock when the pattern Is present 
or not present Setup tlrrre for the pattern with 
respect to the clock is less than or equal to 10 ns, 
hold time is zero 
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Table 1-2. HP 54507y4 Operating Characteristics (continued) 



TRIGGER MOOES (eontlmied) 

DELAYED TRIGGER: 

Event'delayed mode: The trigger may be qualified 
by an edge, pattern, time-quallfied pattern or elate 
The delay may be specified as a number of occur- 
rences of a rising or falling edge of the Input 
specified as the dock when the pattern Is present 
or not present The trigger Is an occurrence of a 
rising or falling edge of any of the four inputs. The 
occurrerice values may be set from 1 to 
1 6,000,000 The maximum edge- counting rate is 
100 MHz 

Time*delayed mode: The trigger may be quatifed 
by an edge, pattern, time-qualified pattern or stale 
The delay Is selectable from 30 ns to 160 ms The 
trigger Is an occurrence of a rising or falling edge 
of any of the four inputs The number of occur- 
rences may be set from 1 to 16.000.000 The max- 
imum edge counltr\g rate is 100 MH 2 

TV TRIGGER 

60 Hz / 625 lines; Source may be selected to be 
any of the four inputs Trigger level is adfustable 
(or the selected source Polarity Is selected for 
positive or negative synchronizing pulses A trig- 
ger occurs on the selected line and tield of a 2/1 
Interlaced composite video signal Line numbering 
Is 1 to 263 for field 1 and 1 to 262 tor field 2 This 
TV trigger mode Is compatible with broadcast 
standard M 

50 Hz / 625 lines: Same as 60 Hz / 525 lines, ex- 
cept numbering Is 1 to 313 for field 1 and 314 to 
625 forfield 2 This TV trigger mode Is compatible 
with braodcast standards B,C.D,G,H,t,K.K1.L and 
N 

User-defined mode: Source may be selected to 
be any one of the four Inputs Trigger level Is ad- 
justable for the selected source The trigger Is 
qualified with a htgh or low pulse that meets a 
selectable time range The trigger is an occur- 
rence of a rising or falling edge of the source after 
the qualifying pulse The time settings for the 
qualifier are selectable from 20 ns to 160 ms The 
trigger occurrence value Is selectable from t to 
16,000,000 



NOTE All TV trigger modes require a clamped 
video signal for stable triggering Use the HP 
1133A TV /Video Sync Pod to provide clamped 
video output that can be used with the HP 
54501 A s TV triggering capabilities 

Holdotf: Hddoff Is adjustable In 20 ns steps from 
40 ns to 320 ms A separate holdoff setting is 
available for each trigger mode except DELAYED 
TRIGGER, which Is fixed to 40 ns 

Waveform Math 

Two independent functions are provided for 
wavelorm math The operators are +, X, VS, 
INVERT and ONLY The vertical channels on any 
of the wavelonn memories may be used as 
operands tor the waveform math Sensitivity and 
oftset for these functions may be adjusted 
irrdependently 

Waveform Save 

Pour non-voiatlle memories and two volatile pixel 
tTiemorles are provided Waveform memories slore 
single-valued waveforms, such as an averaged 
wavelonri II an envelope waveform is stored to a 
memory waveform. It will automatically be stored 
with the upper waveform in orte wavelorm memory 
and the lower waveform In another Pixel 
memories store an entire screen of waveform data 
They are very useful for storing multiple, overlap- 
ping waveforms and infinite persistence 
waveforms 

DISPLAY 

Data display rasolutlon; 451 points horizontally by 
256 points vertically 

Number et screens: 1 ,2. or 4 screens can be selec- 
ted This allows the overlapping of channels or 
memories (or comparison, or viewing them on up to 
4 data display areas.. 

Display Modes 

Minimum persistence; One waveform data value 
is displayed In each horizontal position of the dis- 
play The waveform is updated as the new data Is 
acquired for a particular horizontal position 
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Table 1-2. HP 54501 A Operating Characteristics (continued) 



Display Modes (continued) 

Variable persistence: The lime that ea<^ data 
point IS retained on the display may by varied from 
200 ms to 10 seconds, or It may be displayed 
Infinitely 

Averaging: The number of averages, (n) may be 
specified in powers of 2, up to 2046 On each ac- 
quisition. 1/n times the r>ew data Is added to 
(n-1 l/n of the previous value at each time coor- 
dinate Averaging operates continuously, except 
for the HP-IB DIGITIZE command, lor which 
averaging terminates at a user -specified number of 
averages 

Envelope: Provides a display of the running max- 
imum and minimum voltage levels at each horizon- 
tal position of a repetative waveform 

Graticules: The user may select full grid, axes, 
frame, or no graticule 

Connecl*the*dets: Provides a continuous display, 
connecting the sample points vvlth straight lines 
Cennect-the-dots Is operative for modes in which a 
single valued waveform can be connected, Includ- 
ing AVERAGE, ENVELOPE, and MINIMUM 
PERSISTENCE modes 

Serell mode: The HP 54501 A automatically selects 
scroll mode at time-per-divislon settings from 200 
ms/div to 5 s/div If the scope Is In AUTO mode, or 
If the scope Is in TRIGGERED mode with the delay 
at the left edge of the display set Is greater than or 
equal to 0 Scroll mode updates each data point 
on the displayed waveform as the date Is acquired 

DELTA V / DELTA 1 Markers: dual voltage markers 
and dual time markers are provided Voltage 
markers may be independently assigned to chan- 
nels, memories, or functions 

AUTOMATIC PARAMETRIC MEASUREMENTS 

Automatic Pulse Parameter Measurements: The 
HP 5450IA performs 16 automabc pulse parameter 
measurements from the front panel and additional 
measurements via HP-IB including ALL, 
OVERSHOOT, and PRESHOOT The standard 



measurements are performed with 1 0%, 50%. and 
90% voltage thresholds, as defined by IEEE 
Slarward 194-1977. "IEEE Standard Pulse Terms 
and DelinlHons". 

User-definable Meesurement Thresftoldr The HP 
54501A lets you set your own thresholds for auto- 
matic measurements Both the upper and the lower 
mreshoids may be set from 0°/o to 100% as long as 
the upper U^reshold value is greater than or equal 
to the bw» threshold The mid threshold Is always 
equal to the mid-value between the upper and 
lower thresh^ 

Conttnuous measuremenls: may be turned on or 
off With continuous measurements off, the voltage 
and time markers are placed on the waveform lo 
Indicate v/here the measurement Is taken 

Measurement Statistics: The maximum, minimum, 
average, and most recent of continuously updated 
measurements are calculated and displayed Any 
three measurements may be selected 

Measurement Limit Test: Maximum and minimum 
tonits may be set for three of the automatic 
measurements These continuously updated 
measurements are compared to the maximum and 
mtntmum limits If the measurements are found to 
be outside the defined limits, the acquisition Is 
stc^H’^ 1*^ waveform can be stored to a 
memory w the screen can be sent to a printer In 
eddlllon, an HP-IB Service Request can be 
generated, so a controller can be flagged to 
request the waveform and the measurement tnfor- 
rrratton via HP-IB 

SETUP AIDS 

Auieseale; Pressing the Autoscaie button auto- 
mallcrily adjusts the vertical and horizontal deflec- 
tion factors as well as the trigger level for a display 
appr^riate to the signals applied to the inputs 
The Autoscale leature requires a signal Milth a duty 
cycle greater than 05% and a frequency greater 
than 50 Hz 
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Table 1-2. HP 54501A Operating Characteristics 



SETUP AIDS (continued) 

Save/Reeall: Four front-panel setups (14) may be 
saved in non-volatile memory 

Recall Clean Resets the HP 54501A to its factory 
default settings 

Recall 0;lf Autoscale, ECL, oi TTL preset, or 
RECALL SETUP are Inadvertently selected, 
RECALL 0 restores the memory to Its last state 
prior to selection 

Show: Displays Instrument status, Including 
volts/dlv, offset, and trigger condition 

HARDCOPY: The CRT display, including menus 
and measurement results, can be transferred 
directly to an HP*IB graphics printer, including the 
HP 2225A ThInkJet® or compatible printers 

HP-IB PROGRAMMABtLTITY 

Full Progiammablllty: The HP &4501 A provides 
full programmabllty Instrument settings ar^ 
operating modes, including automatic 



measurements, may be remotely programmed via 
HP-IB (IEEE 488) HP-IB programming complies 
IEEE 48S.2-19S6 "Standard Codes. Formats. 
Protocols, and Common Commands".. 

Data Acquisitlort and Transfer Rate: A 500-polnt 
dala record can be acquired and transferred to a 
computer at a rate of approximately 10 times per 
second, as tested with an HP 9000, Series 200 
Controller The acquired data was type normal, 
completion crilerla 100% with the oscilloscope at a 
time/div setting of S ^ sidiv 

Data Transfer Rates; Approximately 120 Kbytes/s 

Probe Cempensatiori Output; An approximately 
1.5 MH 2 signal Is provided for probe compensa- 
tion A probe-to-BNC adapter Is used to connect 
the probe to the rear panel Probe Compensation 
BNC output During calibration, this output Is used 
to provide other calibration signals 

DC Calibrator Output: This output is used for ver- 
tical calibration of the HP 54501 A 
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Table 1-3. HP 54501 A General Charx^eristics 



Environmental Conditions 

Temperature 

Operating 0“ C to + 55® C 

Non-operating: -40® C to 70® C 

Humidity 

Operating up to 95% relative humiditv (rran- 
condenslng) at 40® C 

Non-operating: up to 90% relative humidity at K® C 



Power Requirements 

Voltage 11S/230 Vac,-25% to + 15%, 4S-66 Hz 
Power KO VA maximum 



Net apjMOxlmalely 10 kg (22 lb] 
Sh^iptng approximately 20 kg (44 lb) 

Dimensions 

Refer to Mtline drawings below 



Operating: up to 4600 meters (15 000 ft) 
Non-operating up to 15 300 meters (50 000 ft] 

Vibration 

Operating Random vibration 5-500 Hz, 10 minutes 
per axis, 0.3 G(rms| 

Non-operating Random vibration 5-500 Hz. 10 
minutes per axis, 2 41 G(rms) 

Resonant search 5 to 500 Hz swept sine. 1 oc- 
tave/minute sweep rate, (0 7Sg), 5 minute resonant 
dwell <§) 4 resonances per axis 



1 Dimensions are lor general inlormaUon only If 
d^nslons are required for building special 
enc^ures, contact your HP Held engineer 

2 ^menslons are in millimetres and (inches] 




439.4(17.3") — 
— 362.5(14.3") 



.5{14.;j’) — H 
.6 (14.0")— 1 




422.3(16.62")- 



194.3 I 
( 7 . 65 ") 



425.4 (16.75")- 
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Table 1-4. Recommended Test Equipment 



REQUIRED 


CRITICAL SPECIFICATIONS 


RECOMMENDED 


USE'* 


DMM 


5 1/2 digit resolution 


HP 3478A 


A, T 


OSCILLOSCOPE 


100 MHz BW 

high-z input w/10:l probe 


HP 54501A 


A 


PULSE 

GENERATOR 


<70 ps risetime 


Tektronix 

284 


A 


POWER 

SUPPLY 


30 mV to 30 V 
0.025% accuracy 


HP 6114A 


P 


SIGNAL 

GENERATOR 


100 MHz 
.003% accuracy 


HP 8656A 


P 


SQUARE-WAVE 

GENERATOR 


100 Hz to 1 kHz 
300 mV p-p to 5 V p-p 


HP 8116A 


A 


POWER 

METER 


100 MHz frequency range 
.02 dB accuracy 


HP 436A 


P 


POWER 

SENSOR 


HP 436A compatibility 


HP 8482A 


P 


POWER 

SPLITTER 


50 ohms <0.15% 
output difference 


HP 11667A 


A, P 


50 OHM 
TERMINATION 


Accuracy: ±1% 


HP lOlOOC 


A, P 


TYPE N (m) 
CABLE 


24 inches (ra) to (m) 


HP 11500B 


A, P 


TYPE N (m) 
BNC ADAPTER 


N (m) to BNC (m) 


HP 1250-0082 


P 


BNC 50 OHM 
ADAPTER 


BNC (f) to dual 
banana plug (nt) 


HP 1251-2277 


A, P 


BNC CABLE 


48 inches 


HP 10503A 


A* P 


EXTENDER 

CABLE 


no substitute 


HP 54503- 
61604 


A 


RESISTOR 


2 ohms, 25 Watts 


HP 0811-1390 


T 


* P=Performance Tests A=Adjustments 


T=Troubleshooting 
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HP 54501A INSTALLATION 



2-1. INTRODUCTION 

This section of the manual contains Informa- 
tion and instructions necessary for installing 
the HP 54501A Digitizing Oscilloscope. 
Included in this section are inspection 
procedures, power requirements, hardware 
connections and configurations, and packag- 
ing information, 

2-2. INITIAL INSPECTION 

Inspect the shipping container for damage. If 
the shipping container or cushioning matenal 
is damaged, it should be kept until the con- 
tents of the shipment have been checked for 
completeness and the instrument has been 
checked mechanically and electrically. 
Accessories supplied with the instrument are 
listed under Accessories Supplied in section 1 
of this manual. The self test procedure is 
described in this section and electrical perfor- 
mance verification functions are described in 
section S. If the contents are incomplete, if 
there is mechanical damage or defect, or if the 
Instrument does not pass the Self Test 
Performance Verification, notify the nearest 
Hewlett-Packard Office. If the shipping con- 
tainer is damaged, or the cushioning materials 
show signs of stress, notify the carrier as well 
as the Hewlett-Packard Office. Keep the ship- 
ping materials for carrier's inspection. The 
Hewlett-Packard office will arrange for repair 
or replacement at HP option without waiting 
for claim settlement. 



2-3. OPERATING ENVIRONMENT 

The operating environment for the HP 54501A 
is described in table 1-2. Note the non- 
condensing humidity limitation. Condensation 
within the instrument cabinet can cause poor 
operation or malfunction. Protection should 
be provided against temperature extremes 
which cause condensation within the 
instrument. 



SECTION 2 
INSTALLATION 

2-4. STORAGE AND SHIPPING 

This instrument may be stored or shipped in 
environments within the following limitations: 



TEMPERATURE -A0°CTO75°C 

HUMIDITV UP TO 90*/o AT 65® C 

ALTITUDE UP TO IS 300 METRES [50 000 FEET) 



2-5. PACKAGING 

2-6. Tagging for Service 

If the instrument is to be shipped to a 
Hewlett-Packard office for service or repair; 
attach a tag to the instrument identifying 
owner, address of owner, complete instrument 
model and serial numbers, and a description 
of the service required. 

2-7. Original Packaging 

I! the original packaging material is unavailable 
or unserviceable, materials identical to those 
used in factory packaging are available 
through Hewlett-Packard offices. If the in- 
strument is to be shipped to a Hewlett-Packard 
office for service, attach a tag showing owner, 
address of owner, complete instrument model 
and serial numbers, and a description of the 
service required, Mark the container FRAGILE 
to ensure careful handling, in any correspon- 
dence, refer to the instrument by model num- 
ber and full serial number. 

2-8. Other Packaging 

The following general instructions should be 
followed for repacking with commercially 
available materials. 

a. Wrap instrument in heavy paper or plastic. 
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b. Use Strong shipping container. A 
double-wall carton made of 350 lb. test 
material is adequate. 

c. Use a layer of shock-absorbing material 70 
to 100 mm (3 to 4 inches) thick around all 
sides of Instrument to firmly cushion and 
prevent movement inside the container. 
Protect control panel with cardboard. 

d. Seal shipping container securely. 

e. Mark shipping container FRAGILE to ensure 
careful handling. 

f. In any correspondence, refer to instrument 
by model number and full serial number. 



2-9. PREPARATION FOR USE 



2-10. Power Requirements 

The HP 1650A/16S1A requires a power source 
of either 115 or 230 Vac, -22% to 4-i0%: single 
phase, 48 to 66 Hz; 200 Watts maximum 
power. 



CAUTION 



BEFORE CONNECTING POWER TO 
THIS INSTRUMENT, be sure the line 
voltage switch on the rear panel of the 
Instrument is set properly and the cor- 
rect fuse is installed. 



2-11. Line Voltage Selection 

Before setting Instrument power switch to ON 
position, verity that the fuse module is in the 
correct position for the fine voltage. 

The fuse module is located In the line fil- 
ter/power switch module on the rear panel of 
the instrument. 

If the arrow beside the voltage on the fuse 
module that is In-line with the filter arrow does 
not match line voltage to be used, it must be 
changed. To select the proper fuse for line 



voltage, gently pry out fuse module with a 
flat-blade screwdriver. To use other fuse in 
module, turn fuse module and reinsert into the 
line filter module. 



2-12. POWER CABLE 



WARNING 



BEFORE CONNECTING THIS 
INSTRUMENT, the protective earth 
terminal of the Instrument must be 
connected to the protective conductor 
of the (Mams) power cord. The Mains 
plug must be inserted in a socket out- 
let provided with a protective earth 
contact. The protective action must 
not be negated by the use of an exten^ 
Sion cord (power cable) without a 
protective conductor (grounding). 
Grounding one conductor of a two 
conductor outlet does not provide an 
instrument ground. 



This instrument is provided with a three-wire 
power cable. When connected to an ap- 
propnate AC power outlet, this cable grounds 
the instrument cabinet. The type of power 
cable plug shipped with the instrument 
depends on the country of destination. Refer 
to figure 2-1 for power plugs and HP part 
numbers for the available plug configurations. 

2-13. APPLYING POWER 

After applying power to the HP 54501 A. an in- 
ternal setftest may be performed by following 
the procedure in section 3. If the message "cal 
ram checksum error re-cal instrument" is dis- 
played at the top of the screen, refer to HP 
54501A SELF CALIBRATION In section 4 of 
this manual. 

2-14. CLEANING REQUIREMENTS 

Use MILD SOAP AND WATER to clean the HP 
54501 A cabinet and front panel. Care must be 
taken not to use a harsh soap which will 
damage the water-base paint finish of the 
Instrument. 
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PLUG TYPE 


CABLE 
PART NO. 


PLUG DESCRIPTION 


LENGTH 

IN/CM 


COLOR 


COUNTRY 




8120-1351 

5120-1703 


Siratght ‘BS1363A 
90* 


901228 

90/228 


Gray 

Mint Gray 


United Kingdom, 
Cyprus. 
Nigeria. 
Zimbabwe, 
Singapore 


OPT 250V 


5120-1369 

5120-0696 


Straight 'NZSSl98fA^ 
90* 


79/200 

67/221 


Gray 

Mint Gray 


Australia, 
New Zealand 


OPT 250V 
902 


8120-1659 

8120-1692 

8120-2857 


Straighi *CE£7-Y1 1 
90* 

Siraighi (StaeMed) 


79/200 

79/200 

79/200 


Mint Gray 
Mint Gray 
Coco Brown 


East and West Europe, 
Saudi Arabia, 

So Africa. 

India (Unpolarized 
in many nations) 


OPT” 125V 
903 


6120-1375 

6120-1521 

6120-1992 


Straight 'NEMA5-15P 
90* 

Straight (Medealf 
ULS44 


90/225 

90/228 

96/244 


Jade Gray 
Jade Gray 
Black 


United States, 
Canada, 
Mexico. 
Philippines, 
Taiwan. 


OPT" 2S0V 


8120-0698 


StraighI 'NEMA6-15P 


90/228 


Black 


United States. 
Canada 


OPT 2S0V 
905 


5120-1396 
51 20-1625 


CEE22-V1 

(Systttn Cabnet Usel 
250V 


30/76 

96/244 


Jade Gray 


For interconneeling 
system compments and 
peripherals 
United Stales and 
Canada only 


OPT 250V 
906 


5120-2104 

8120-2296 


Straight *%ViOl i 
195W4507 
Type 12 
90* 


79/200 

79/200 


Mint Gray 
Mint Gray 


Switzerland 


OPT 220V 
912 


8120-2956 

8120-2957 


Straight ’DHCKIOZ 
9cr 


79/200 

79/200 


Mini Gray 
Mint Gray 


Denmark 


OPT 250V <s. 

917 


B12(M211 

61204600 


straight SABS164 
90* 


79/200 

79/200 


Jade Gray 


Republic of South Africa 
India 


OPT 100V 

9ie 


81204753 

81204754 


Straight Mill 
90* 


90/230 

90/230 


Dark Gray 


Japan 



’Part number shown for plug ts industry identifier tor plug only. Number shown lor cable is HP Part Number for complete cable including plug 
* ‘These cords are included in the CSA certification approval of the equ^ment 
E = Earth Ground 
L = bne 

N = Neutral Figure 2-1. Power Cord Plug Configurations 
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SECTION 3 
PERFORMANCE TESTS 




3-1. INTRODUCTION 

This section provides procedures to test the 
electrical performance of the HP 54501A ac- 
cording to the specifications in table 1-1 of this 
manual. Although the HP 54501 A internal 
selftests provide a high confidence level of sys- 
tem functions, the performance test 
procedures may be performed upon incoming 
inspection of the HP 54501A and periodically 
to ensure and maintain peak performance. 

3-2. EQUIPMENT REQUIRED 

Equipment required for the performance tests 
in this section is listed In the Recommended 
Test Equipment table in Section 1 . Any 
equipment that satisfies the critical specifica- 
tion listed in the table may be substituted for 
the recommended model. 

3-3. TEST RECORD 

The results of the performance tests may be 
tabulated on the Test Record provided at the 
end of this section. The Test Record lists the 
performance tests and provides an area to 
mark test results. The results recorded in the 
table at incoming inspection may be used for 
later comparisons of the tests during periodic 
maintenance, troubleshooting, and after 
repairs or adjustments. 



3-4. SELFTEST VERIFICATION 

To verify a high confidence level of system 
operation without the test equipment neces- 
sary for the performance tests in this section, 
the HP 54501A selftests may be performed. 
The Internal tests verify functions on the 
System Board Assembly of the HP 54501A. 
The functions tested are the six separate 
memories and five other functions of the 
board. To invoke the HP 54501A SELFTEST 



MENU , press front-panel UTIL key and then 
select selftest menu softkey. A message will 
be displayed with the instruction to remove all 
inputs to the HP 54501 A. Selecting test all 
softkey will invoke a loop which runs all the 
selftests in succession. During execution of 
the selftests, the following messages will be 
displayed as each selftest is completed; 



PASSED System RAM 

PASSED Non-Volatile RAM 

PASSED Display RAM 

PASSED Protected Non-Volatile RAM 

PASSED System ROM 

PASSED Acquisition RAM 

PASSED Logic Trigger 

PASSED Timebase 

PASSED D/A Converter 

PASSED HP-iB 

PASSED A/D Converter 



When one of the self tests have failed, FAILED 
will be displayed rather than PASSED, and a 
15-bit diagnostic code will be displayed. This 
code is used by factory service personnel 
when troubleshooting the System Board 
Assembly. Failure of any of these selftests In- 
dicate a failure on the System Board Assembly 
which must be returned to the factory for ser- 
vice. For more information on service, refer to 
section 6 of this manual. 



NOTE 

The loop test in the SELFTEST MENU is 
a troubleshooting aid for factory service 
only. 
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3-5. BANDWIDTH PERFORMANCE TEST 
Specification: 

DC to 100 MH 2 (Repetitive) 
DC to 1 MHz (Singte-shot) 



Equipment Required: 



Signal Generator HP 8656B 

Power Meter HP 436A 

Power Sensor HP 8482A 

Power Splitter HP 11667A 

Type N (m) Cable HP 1 1500B 

Type N (m) BNC Adapter HP 1250-0082 

50 Ohm Termination HP 10100C 



Procedure: 



1 . Connect equipment as in figure 3-1 . 

2. Set Signal Generator frequency to approximately 100 kHz. 

3. Autoscale HP54501A by pressing front-panel AUTOSCALE key. 

4. Press front-panel DISPLAY key and select grid. 

5. Press front-panel CHANNEL and set vertical sensitivity to 100 mV/dIv. 

6. Adjust Signal Generator output for vertical deflection on HP 54501 A of exactly 8 divisions. 
Adjust offset as necessary. 

7. Set Power Meter CAL FACTOR % tor 100 kHz value from Power Sensor CAL FACTOR % 
chart. 

6. Press Power Meter %[REF] key to set 0 dB reference. 

9. Change Signal Generator frequency to 100 MHz. 

10. Select HP 54501A TIMEBASE and set at 10 nsec/div. Adjust trigger level, if necessary, for 
stable display. 

11. Set Power Meter CAL FACTOR % for 100 MHz value from Power Sensor CAL FACTOR % 
chart. 

12. Adjust Signal Generator output level to obtain 0 dB on Power Meter. 

13. Deflection of displayed signal should be equal to or greater than 5.6 divisions in amplitude. 

14. Repeat steps 1 through 14 to test channels 2, 3, and 4. 
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SENSOR NtflD-BNCtm) SBO 

CAflLC ADAPTER TERMINATION mwi/u 



Figure 3-1. Bandwidth Performance Test Setup 



3-6. OFFSET ACCURACY TEST 
Specification: 



± 2% of offset + 0^ X (V/div) + .075 div/A^C 
5 mV range. ± 2% of offset + 0.4 x (V/div) + 0.15 div/A^C 



Equipment Required: 

Power Supply HP6114A 

BNC 50-ohm Adapter HP 1251-2277 

Procedure: 




1. Connect Power Supply to HP 54501A Channel 1 input. 

2. Adjust Power Supply for +1 V output. 

3. Press HP 54501A front-panel CHAN key. 

a. Select channels 1 on. 

b. Select 100 mV/div. 

c. Set coupling to dc. 

d. Set offset to 1 V. 

4. Check for baseline within 1 .8 divisions (cm) of center reference. 
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5. Repeat steps 1 through 4 for channels 2 through 4. 

6. Adjust Power Supply for +50 mV output. 

7. Press HP 54501 A front-panel CHAN key. 

a. Select channel 1 on. 

b. Select 50 mV/div. 

c. Set coupling to dc. 

d. Set offset to +50 mV. 

8. Press HP 54501A front-panel display key. 

a. Select avg mode. 

b. Set #of avg to 2048. 

9. Check for baseline within 0.4 divisions (cm) of center reference. 

NOTE 

This performance test Is temperature sensitive. Test limits In steps 4, 8, and 
9 are with Instrument operating at same temperature as when calibrated. If 
temperatures are not the same, the error will Oe increased by 0D75 div/L *C 
(0.15 d/V/A®C on 5 mV/div range). 

10. Repeat steps 7 through 9 tor channel 4. 
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3-7. TRIGGER SENSITIVITY TEST 



Specification: 



5 mV/div dc • 20 MHz 

20 MHz . 100 MHz 



0.1 X fulUscale 
0.25 X full-scale 



All other 



dc -20 MHz 
20 MHz - 100 MHz 



0.05 X full-scale 
0.125 X full-scale 



Equipment Required: 

HP8656B 
HP 11500B 

Procedure: 



Signal Generator 
Type N Cable.... 



1 . Connect Signal Generator to HP 54501A Chanr^el 1 input. 

2. Set Channel 1 vertical sensitivity to 5 mV/div. 

a. Press front-panel CHAN key. 

b. Select 5 mV/div with knob, softkey, or ENTRY keys. 

3. Set Signal Generator for tO MHz output, adjusting output level for approximately 8 divisions 
Of vertical deflection on HP 54501 A. Use HP 54501 A AUTOSCALE as necessary. 

4. Set HP 54501A DISPLAY menu for 2048 averages. 

a. Press front-panel DISPLAY key. 

b. Select avg with softkey. 

c. Enter 2048 with knob or ENTRY keys. 

5. Press HP 54501 A front-panel TRIG key and adjust trigger level as necessary tor stable 
display. 



NOTE 

The display of the HP 54501 A is improved by using averaging 
mode, however, the rate of display refresh is slowed con- 
siderably because of the averaging process. 
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6. Slowly decrease Stgnal Generator output amf>litude while adjusting HP 54501A trigger level 
for stable display. 

a. Press front-panel TRIG key. 

b. Adjust trigger level with knob or ENTRY keys. 

7. Stable triggering should be possible down to at least 0.8 divisions of vertical amplitude. 

8. Change Stgnal Generator output for approximately 50 MHz, and increase amplitude for about 
8 divisions of vertical amplitude on HP 54501A. 

9. Set HP 54501A TIMEBASE for lOns/div. 

a. Press front-panel TIMEBASE key. 

b. Select 10 ns/dlv with knob or softkey. 

10. Slowly decrease Signal Generator output amplitude while adjusting HP 54501 A trigger level 
for stable display. 

1 1 . Stable triggering should be possible down to 2 divisions of vertical amplitude. 

12. Set HP 54501A vertical sensitivity to 200 mV/div. 

a. Press CHAN key. 

b. Select 200 mV/dlv with knob or ENTRY keys. 

13. Set HP 54501A TIMEBASE to 50 ns. 

a. Press TIMEBASE key. 

b. Select 50 ns/dlv with knob or ENTRY keys. 

14. Change Signal Generator output to 10 MHz and output amplitude level for approximately 8 
divisions of vertical amplitude on HP 54501A. 

15. Slowly decrease Signal Generator amplitude while adjusting HP 54501A trigger level to main- 
tain a stable display. 

16. Stable triggering should be possible down to 0.4 division of vertical amplitude. 
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17. Change Signal Generator output for 50 MHz and amplitude level for 8 division vertical 
display on HP 54501A. 

18. Change HP 54501A TIMEBASE to 10 ns/dtv. 



a. Press front-panel TIMEBASE key. 

b. Select 10 ns/div with knob or ENTRY keys. 



19. Slowly decrease Signal Generator amplitude while maintaining stable triggering on HP 
54501 A. 

20. Triggering should be stable down to 1 division of signal amplitude. 

21 . Repeat steps 1 through 20 for Channel 4. 

22. Repeat steps 12 through 20 for Channels 2 and 3. 
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3-8. DELTA-T ACCURACY TEST 
Specification: 

1 ns ± (5E-5) X Delta 1 1 0.02 X (t/div) 



Delta-t accuracy for dual-cursor, single-channel measuren^nl, or for channel-to-channel 
measurement after visual time null calibration has been done. 

Equipment Required: 



Signal Generator 
BNC Cable 

Procedure: 



HP 6656B 
HP 10503A 



1 . 

2 . 

3. 



4. 



5. 



6 . 



7. 



8 . 

9. 

10 . 

11 . 



12 . 



Set Signal Generator for 100 MHz output. 

Connect Signal Generator to HP 64501A Channel 1 input. 

Adjust Signal Generator output level for 6 to 8 division vertical deflection on HP 54501A. 



Autoscale HP 54501 A by pressing front-panel AUTOSCALE key. 
Change TIMEBASE to 5 ns/div. 

Set TIMEBASE delay for 0.00000 s. 



Go to DISPLAY menu and set # of averages 2048, 

Select delta-t menu by pressing At/AV key. 

Select At markers on. 

Set start marker to mid-screen crossover point on left side of displayed signal as in figure 
3-2. 

Set stop marker to mid-screen crossover point on right side of displayed signal as in figure 
3-2. 



Measure of delta t at bottom of display should be 40ns ± 1 .3 ns (38.7 ns to 41.3 ns). 
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3-9. VOLTAGE MEASUREMENT ACCURACY TEST 
Specification: 



Single Cursor » Gain Accuracy + offset accuracy + A/D resolution 
Dual Cursor (single channel) = Gain Accuracy + 2X A/D resolution 
Equipment Required: 



Power Supply HP6114A 

BNC 50-ohm Adapter HP 1251-2277 

BNC Cable HP 10503A 



Procedure: 



1. Connect Power Supply to HP 54501 A Channel 1 input. 

2. Set DISPLAY menu # of avg for 2048. 

3. Set HP 54501A CHANNEL menu V/div, offset, and Power Supply output to values in table 
3-1. 

4. Results should be as in table 3-1. 

5. Repeat steps i through 4 for Channel 4. 

6. Repeat steps 1 through 4 for Channels 2 and 3 on 500 mV, 200 mV, and 100 mV ranges. 



Tafj/e 3-7. Voltage Measurement Accuracy Test Values and Results 



V/div 

Setting 


Offset 

Setting 


Power 

Supply 


Tolerance 

+/- 


Minimum 

V 


Maximum 

V 


5 V 


+15 V 


30 V' 


2.06 V 


27.94 V 


32.06V 


2 V 


+6 V 


12 V 


824 mV 


11.18 V 


12.82 V 


1 V 


+3 V 


6 V 


412 mV 


5.58 V 


6.41 V 


500 mV 


+1.5 V 


3 V 


206 mV 


2.79 V 


3.21 V 


200 mV 


+600 mV 


1.2 V 


82.4 mV 


1.12 V 


1.28 V 


100 mV 


+300 mV 


600 mV 


41.2 mV 


559 mV 


642 mV 


50 mV 


+150 mV 


300 mV 


20.6 mV 


279 mV 


321 mV 


20 mV 


+60 mV 


120 mV 


8.2 mV 


111.8 mV 


128 mV 


10 mV 


+30 mV 


60 mV 


4.1 mV 


55.9 mV 


64 mV 


5 mV 


+ 15 mV 


30 mV 


2.2 mV* 


27.8 mV 


32.2 mV 



• A/D resolution changes from 0.4% to 0.8% on 5 mV range. 
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Table 3-2 HP 54501 A Performance Test Record 



Hewlett-Packard Tested by 

Model 54501A 

100 MHz Digitizing Oscilloscope Work Order No. 



Serial No- 



Date Tested' 



Recommended Calibration 
Interval 12 Months 



Para 

No 



3-5 



Test 



BANDWIDTH 



Test Limit 



<3 dB 0 100 MHz 
>5.6 div of deflection 



Results 



CHI CH2 



CH3 CH4 
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OFFSET 

ACCURACY 



< 1.8 div 

< 0.4 div (5mV range) 
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TRIGGER 

SENSITIVITY 



5 mV @10 MH 2 0.8 div 
5 mV @50 MHz 2 div 
200 mV @10 MHz 0.4 div 
200 mV @50 MHz I div 
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DELTA-T 

ACCURACY 



40 nsec ±1.3 nsec 
(38.7 to 41.3 nsec) 
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VOLTAGE 

MEASUREMENT 

ACCURACY 



V/di 


iv 


Offset 


5 


V 


+15V 




2 


V 


+6V 




1 


V 


+3V 




500 


mV 


+ 1.5V 


200 


mV 


+600mV 


100 


mV 


+300 


mV 


50 


mV 


+ 150 


mV 


20 


mV 


+60 


mV 


10 


mV 


+30 


mV 


5 


mV 


+15 


mV 



Minimum Actual 


Maximum 


27.94 


V 


32.06 


V 


11.18 


V 


12.82 


V 


5.58 


V 


6.41 


V 


2.79 


V 


3.21 


V 


1.12 


V 


1.28 


V 


559 


mV 


641 


mV 


279 


mV 


321 


mV 


111.8 


mV 


128 


mV 


55.9 


mV — — 


64 


mV 


27.8 


mV 


32.2 


m’ 
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SECTION 4 
ADJUSTMENTS 



4-1. INTRODUCTION 

This section provides adjustment and self 
calibration procedures for the HP 54501A . The 
assemblies with adjustments are: the power 
supply, CRT monitor, and the system board. 
Figures 4-1 and 4-2 are the testpomt and ad- 
justment locations for the HP 54501A. 



4-2. EQUIPMENT REQUIRED 

Equipment required for adjustments is listed in 
the Recommended Test Equipment table in 
section 1 of this manual. Any equipment that 
satisfies the critical specification listed in the 
table may be substituted for the recommended 
model. 



Default values from system ROM are loaded to 
non-volatiie memory as a starting reference 
before beginning adjustments on the System 
Board Assembly. 

When power is applied to the HP 54501A and 
the message cat ram checksum error re-cal in- 
strument IS displayed, the self calibration 
procedures must be performed. Load the 
default cal factors as Instructed In paragraph 
4-12, and then perform the self calibration in 
paragraph 4-17. 

if the instrument does not pass the self calibra- 
tion, perform all of the adjustment procedures 
in this section, if the adjustments cannot be 
made within the specified limits, one or more 
of the replaceable modules must be replaced. 




4-3. CALIBRATION INTERVAL 



The recommended calibration interval for the 
HP 54501 A is 2000 hours of operation <or two 
years, whichever comes first). The adjust- 
ments are set at the factory on assemblies 
when they are tested. However, adjustments 
may be necessary after repairs have been 
made to the instrument. Usually the only as- 
sembly that may require adjustments is the as- 
sembly that has been replaced. 



NOTE 

An instrument warm-up of 15 minutes is 
recommended before adjustment 
procedures are performed. 



WARNING 



Read the Safety Summary at the begin- 
ning of this manual before performing 
any adiustmerrt procedures. 



4-4. HP 54501A SELF CALIBRATION 

The HP 54501A has self-contained calibration 
procedures that are executed after manual ad- 
justments have been made to the System 
Board Assembly. The self-calibration routines 
execute automatic A/D, gain, offset, trigger, 
and delay calibration and store the resulting 
factors to non-voiatile memory. 




CAUTION 



The adjustmerrt procedures are perform- 
ed with the top cover of the instrument 
removed. Take care to avoid shorting or 
damaging internal parts of the instru- 
ment. 
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4-5. POWER SUPPLY ASSEMBLY ADJUSTMENT 
Required Equipment 



Power Supply HP 61 14A 

Digital Multimeter HP 3478A 



1 . Disconnect power cord from HP 54501 A. Refer to figure 4-1 for testpoint and adjustment 
locations. 

2. Connect the common lead of the voltmeter to Power Supply Assembly chassis. 

3. Connect the positive lead of the voltmeter to +5.15V on the Power Supply Assembly. 

4. Connect the power cord to the HP 54501A and put power switch in ON position. 

5. Voltmeter should indicate voltage within the range of +5.150 V to +5.175 V and not to exceed 
upper limit of 5.2 V. 

6. If voltmeter reading is out of this range, adjust +5 ADJ on Power Supply Assembly to +5.150 V 
±. 050 V (+5. 125 V to +5.175 V). 




Figure 4-1. HP 54501 A Power Supply Assembly Testpoints and 
Adjustment Location 
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4-6. CRT MONITOR ASSEMBLY ADJUSTMENTS 
No Equipment Required 



NOTE 

All CRT Monitor Assembly adjustments are preset at factory and should 
not need readjustment. These adjus^ent procedures should be per- 
formed only when the display has obvious differences from CRT test dis- 
play in figure 4-2. 




Figure 4-2. HP 54501 A CPT Test Display 



1. Place CRT test menu on HP 54501 A screen for the CRT Assembly adjustments via the 
UTILITY menu. Use this test menu for all CRT adjustments. 

a. Invoke the UTILITY MENU by pressing the front-panel UTIL key. 

b. By using the softkeys located vertically along the display select, in sequence, selftest 
menu, misc, and then crt test. 

c. Press start test to place crt test menu on the display. 

2. Refer to figure 4-3 for CRT adjustment locations. 

3. Adjust sweep board V.HOLD (vertical hold) adjustment, if necessary, for vertical 
, synchronization. 
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FOCUS 

SUB 

BRIGHT 





Figure 4*3. Adiustment Locations of HP 54501A CRT Monitor Assembly 



4-7. Intensity, Sub-bright, and Contrast Adjustment 



1 . Set rear-panel INTENSITY to the mtd-range setting. 

2. Adjust sweep board SUB-BRIGHT control to the lowest setting of brightness where lower- 
intensity blocks on menu are visible on the CRT screen. 



3. Turn rear-panel INTENSITY to bring up the intensity level on screen. Screen intensity should 
be at a comfortable viewing level and the position of adjustment should be close to three- 
quarter range. 



4. Adjust CONT for the best contrast between low- and high-intensity blocks on menu ensuring 
text IS legible in low-intensity blocks. 
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4-6. Focus Adjustment and Horizontal Phase Adjustments 

1. Adjust sweep board H. PHASE to center menu horizontally on the CRT screen. 

2. Adjust sweep board FOCUS control for sharp percent symbol (%) on the top and bottom 
blocks of text. 

4>9. Vertical Linearity and Height Adjustments 

1 . Adjust sweep board V. LIN for equal height of corr^er squares. Square height should be ap- 
proximately 25 mm. 

NOTE 

The y. UN and HEIGHT adjustments are interactive and may need to 
be repeated as necessary. 

2. Adjust sweep board HEIGHT to gi^re the screen menu top and bottom borders equal to ap- 
proximately 1 cm. 

3. Readjust steps 1 and 2 as necessary for a uniform display of the screen menu. 
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4-10. SYSTEM BOARD ASSEMBLY ADJUSTMENTS 
4-11. Extender Cable Installation 
Equipment Required: 

Extender Cable HP 54503-61 604 

Procedure: 

1 . Remove power from HP 54501 A. 

2. Remove top cover. 

3. Disconnect power supply cables from line fitter and System Board Assembly. 

4. Remove locking pins from power supply. 

5. Slide power supply out from side of HP 54501A. 

6. Connect the Extender Cable from power supply to System Board Assembly. 

7. Reconnect line filter cable to power supply. 

8. Connect power cable and apply power. 

9. Allow 15 minute warm-up and perform the following System Board Assembly adjustments. 



4-12. Default Calibration Load 

No Equipment Required 

1 . invoke SERVICE MENU by first pressing front-panel UTIL key and then selecting service 
menu. 

2. Select cat select 3 with menu softkey. 

3. Set rear panel CALIBRATION switch to UNPROTECTED position. 

4. Press start cal menu softkey. A caution message will be displayed indicating the cal RAM will 
be overwritten with default values. 

5. Press continue softkey. 

6. The status message at the top of the menu will indicate default cal has been loaded. 

7. Leave rear panel switch in UNPROTECTED position for self calibration procedure that is per- 
formed later in this section. 
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4-13. DAC Reference Adjustment 
Equipment Required: 

Digital Multimeter (DVM) HP 3478A 

Procedure: 

1 . Invoke SERVICE MENU by first pressing front-panel UTIL key and then selecting service 
menu. 

2 . Select cal select 2 v^ith menu softkey. 

3. Set dac output to high adjust. 

4. Connect DVM to rear panel DC Calibrator Output. 

5. Adjust System Board Assembly R723 for DVM indication of 5.0000 V. Refer to figure 4-4 for 
adjustment location. 

6. Set cal select to low view. 

7. Measure Vi to four decimal places, 0. volts. 

8. Set dac output to high adjust. 

9. Adjust System Board Assembly R723 for DVM indication of 5.000V PLUS VI from step 8. 

10. Select exit menu softkey and oscilloscope will return to Utility menu. 
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4-14. Track and Hold Adjustments 



Equipment Required: 



100 MHz Oscilloscope HP54501A 

High Impedance 10:1 Divider Probe HP 10434A 



Procedure: 



1 . Press CHAN key and set CHANNEL menu for the follov^ing parameters: 

a. Channels 1 and 4 on. 

b. Channels 2 and 3 off. 

c. Vertical sensitivity of channels 1 and 4 to 100 mV/div. 

d. Offset for trace at center screen. 

2. Connect oscilloscope probe to System Board Assembly TP1 . Refer to figure 4-4 for location 
of testpoints. 

3. Adjust System Board Assembly R274 until the amplitude of the 10 MHz square v/ave is mini- 
mized. Do not adjust R274 to the end-range position. 

4. Connect osciltoscope probe to System Board Assembly TP2 and repeat step 3. adjusting R74 
for minimized square wave. 
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4-15. Attenuator Compensation Adjustments 



Equipment Required: 
Square Wave Generator 



50 Ohm Termination 10100C 

BNC Cable 10503A 




Procedure: 



1 . Connect Square Wave Generator to HP 54501A Channel 1 input, using the 50*ohm termina- 
tion and BNC cable. 

2. Set Square Wave Generator for output of 100 Hz with approximately 300 mVp-p amplitude. 

3. Set HP 54501 A to following settings: 

a. Autoscale HP 54501 A by pressing front-panel AUTOSCALE key. 

b. Press TIMEBASE key and set timebase at 1 ms/div with front-panel knob or entry keys. 

c. Press CHAN key, turn Channel 1 on and set vertical sensitivity to 50 mV/dIv. 

d. Press TRIG and adjust trigger level with front-panel knob as necessary for stable display. 

4. Adjust System Board Assembly R315 for displayed signal with flat top and flat baseline. Refer 
to figure 4-4 for adjustment location. 

5. Connect Square Wave Generator to HP 54501A Channel 4. 

6. Select Channel 4 on and vertical sensitivity to 50mV/dlv. 

7. Adjust System Board Assembly R15 for flat top and flat baseline on displayed signal. 

8. Select Channel 2 on and vertical sensitivity for 200 mV/dIv. 

9. Increase Square Wave Generator output for approximately 1 Vp-p. 

10. Adjust System Board Assembly R215 for flat top and baseline on displayed signal. 

1 1 . Connect Square Wave Generator to Channel 3. 

12. Select Channel 3 on and vertical sensitivity to 200 mV/dIv. 

13. Adjust System Board Assembly R115 forflat lop and baseline on displayed signal. 

14. Connect Square Wave Generator to Channel 1. 

15. Change Channel 1 vertical sensitivity to 200 mV/div. 

16. Select Channel 1 and change TIMEBASE to 100 usec/div. 
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16. Change Square Wave Generator output to 1 kHz. 

17. Connect Square Wave Generator output to Channel 1. 

18. Adjust System Board Assembly C305 for flat top and baseline on displayed signal. 

19. Connect Square Wave Generator output to Channel 2. 

20. Select Channel 2 and set vertical sensitivity at 200 mV/div. 

21 . Adjust System Board Assembly C202 for flat top and baseline on displayed signal. 

22. Connect Square Wave Generator to Channel 3. 

23. Select Channel 3 and set vertical sensitivity at 200 mV/div. 

24. Adjust System Board Assembly C102 for flat top and baseline on displayed signal. 

25. Connect Square Wave Generator to Diannel 4. 

26. Set Channel 4 vertical sensitivity at 200 mV/div. 

27. Adjust System Board Assembly C5 for flat top and baseline on displayed signal. 

28. Change Square Wave Generator output for approximately 5 Vp-p output. 

29. Change Channel 4 vertical sensitivity at 2 V/div. 

30. Adjust System Board Assembly C2 for flat top and baseline on displayed signal. 

31 . Connect Square Wave Generator output to Channel 1 . 

32. Set Channel 1 vertical sensitivity at 2 V/div. 

33. Adjust System Board Assembly C302 for flat top and baseline on displayed signal. 
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4>16. Pulse Response Adjustments 

Equipment Required: 

Pulse Generator Tektronix 284 

50 Ohm Termination HP 10100C 

Procedure: 

1 . Connect Pulse Generator to HP 54501A Channel 1 input using 50-ohm termination. 

2. Adjust Pulse Generator for maximum amplitude. 

3. Select Channel 1 and set vertical sensitivity at 100 mV/div. 

4. Press TIMEBASE and set for 5 nsec/div. 

5. Adjust System Board Assembly C337 for a leading edge overshoot of not more than 4%. 

6. Repeat same procedure on Channels 2, 3, and 4 adjusting System Board Assembly C237, 
C137, and C37 respectively. 




4-17. Self Calibration 

Equipment Required: 

BNC Cable 

Procedure: 




HP 10503 A 



NOTE 

Rear panel CAUBRATION switch must be in UNPROTECT£D position for 
this procedure. If entire adjustment procedures are being performed, switch 
was set to UNPROTECTED position in previous procedure. 

1 . Select UTILITY menu by pressing front-panel UTIL key. 

2. Select self cal menu with menu softkey and SELF CAL MENU will be displayed. 

3. Select cal select 0 to perform the vertical self calibration. 

NOTE 

Perform vertical calibration on a// channels at one time with BNC tees and 
connectors or one at a time in the channel order of: 1, 4, 2. then 3. 
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4. Select start cat with menu softkey and messages will be displayed to complete calibration. 
Vertical calibration takes approximately 7 minutes to complete. 

5. Connect the BNC cable to the next channel to be calibrated and repeat step 4 until ail chan> 
nels have been calibrated. 

6. Select cal select 1 to perform the delay calibration on each channel. 

7. Messages will be displayed as each calibration routine is completed to indicate calibration has 
passed. 



4-18. Logic Trigger Delay Calibration 

Equipment Required: 

BNC Cable HP 10503A 

Procedure: 

1 . Invoke SERVICE lUiENU by first pressing front-panel UTIL key and then selecting service 
menu. 

2 . Select cal select 0 with menu softkey. 

3. Connect BNC cable from rear panel AC Calibrator Output to channel 1 input. 

4. Select start cal menu softkey. 

5. Select continue. 

6. Adjust System Board Assembly C700 if * is on either side of brackets in message at bottom of 
screen. 

7. When [*], press continue. 

8. When logic trigger delay cal has been successfully completed, PASSED message will be 
displayed. 

9. Switch rear-panel CALIBRATION switch to PROTECTED position. 
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4-19. Osciliator Output Check (Optional) 

Equipment Required: 

Oscilloscope HP 54501A 

Procedure: 

1 . Connect HP 54501 A rear panel AC Calibrator Output to oscilloscope. 

2. AC compensation signal ts 1 .50588 kH 2 . 

3. Invoke SERVICE MENU by first pressing front-panel UTIL key and then selecting service 
menu. 

4. Select cal select 1 v^ith menu softkey. 

5. Select processor clock with menu softkey. 

6. Processor clock of 19.6606 MHz is at rear-panel AC Calibrator output. 

7. Select timebase elk with menu softkey. 

8. Timebase clock of 10.1808 MHz is at rear-panel AC Calibrator output. 
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SECTION 5 
REPLACEABLE PARTS 



5-1. INTRODUCTION 



5-4. EXCHANGE ASSEMBLIES 




This section contains information for ordering 
parts. Table 5-1 lists the abbreviations used in 
the parts list and throughout the manual. 

Table 5-2 lists all replaceable parts for the in- 
strument. Table 5-3 contains the names and 
addresses corresponding to the code number 
of the manufacturer. Figure 5-1 is the ex- 
ploded view of the HP 54501 A. 

5-2. ABBREVIATIONS 

Table 5-1 lists the abbreviations used in the 
parts list, the schematics, and elsewhere in 
this manual, in some cases two forms of the 
abbreviations are used, one in all capital let- 
ters. and one in partial or no capital letters. 
However, elsewhere In the manual, other ab- 
breviation forms may be used with both lower- 
case and uppercase letters. 

5-3. REPLACEABLE PARTS 

Table 5-2 is a list of replaceable parts and is 
organized as follows: 

a. Electrical assemblies in alphanumencal 

b. order by reference designation. 
Chassis-mounted parts in alphanumerical 

c. order by reference designation. Electrical 
assemblies and their components in al- 
phanumerical order by reference 
designation. 

The information given for each part consists of 
the following: 

a. Reference designation. Hewlett-Packard 

b. part number. Part number Check Digit 

c. (CD). Total quantity (QTY) In instrument 

d. or on assembly. The total quantity is 
given once and at the first appearance of 

e. the part number in the list. Description of 

f. the part. Typical manufacturer of part in 
an identifying five-digit code. 



Some parts used in this instrument have been 
set up for an exchange program. This 
program allows the customer to exchange his 
faulty assembly with one that has been 
repaired, calibrated, and performance-verified 
by the factory. The cost is significantly less 
than that of a new part. The exchange parts 
have a part number in the form XXXXX-695XX. 

After receiving the repaired exchange part 
from Hewlett-Packard, a United States cus- 
tomer has 30 days to return the faulty assemb- 
ly. For orders not originating in the United 
States, contact the local Hewlett-Packard ser- 
vice organization. If the faulty assembly Is not 
returned within the warranty time limit, the 
customer will be charged an additional 
amount. The additional amount will be the dif- 
ference in price between a new assembly and 
that of an exchange assembly. 

5-5. ORDERING INFORMATION 

To order a part in the material list, quote the 
Hewlett-Packard part number, indicate the 
quantity desired, and address the order to the 
nearest Hewlett-Packard Sales/Service Office. 

To order a part not listed In the material list, 
include the instrument part number, Instru- 
ment serial number, a description of the part 
(including its function), and the number of 
parts required. Address the order to the 
nearest Hewlett-Packard Sales and Service 
Office. 

5-6. DIRECT MAIL ORDER SYSTEM 

Within the USA, Hewlett-Packard can supply 
parts through a direct mail order system. 

There are several advantages to this system: 

a. Direct ordering and shipment from the 
Hewlett-Packard Parts Center in Mountain 

b. View, California. No maximum or 
minimum on any mail order (there is a 
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mintmum amount for parts ordered 
through a local Hewlett-Packard office 
when the orders require billing and invoic- 

c. ing). Prepaid transportation (there is a 

d. small handling charge tor each order). 

No invoices. 

In order for Hewlett-Packard to provide these 



advantages, a check or money order must ac- 
company each order. 

Mail order forms and specific ordering informa- 
tion are available through your local 
Hewlett-Packard office. Addresses and 
telephone numbers are located at the back of 
this manual. 



MP5 




Figure 5-1. HP 54501A Exploded View 
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Table 6-2. Replaceable Parts (Contd) 



Reference 

Designator 


HP Part 
Number 


c 

D 


Qty 


Description 


Mfr 

Code 


Mfr Part 
Number 




S4501-6SSO1 


9 


1 


PftOCESSOA fiOARO ASSEriBLV 


28480 


54501-69501 


R2 


S45Q2-EES02 


mm 


1 


KEYBOARD ASSEnSLY 


2B4B0 


54501-66502 




209C-Q2I1 


19 


1 


CAT nONITOA ASSErSL* 


28480 


2090-0211 




D960-D7B3 


19 


1 


ROTARY PULSE GENERATOR ASSENBLY 


28400 


0960-0753 


flS 


QB50'1879 


H 


1 


POUER SUPPLY ftSSENBLV 


28460 


0950-1679 


R6 


3135-0325 


D 


1 


LINE FlLTER/SUirCH ASSEftSLY 


284SD 


9135-0325 


HI 


0S35-0O5E 


H 


3 


LOCKNUT HE> (CRT) 


28480 


0535-005C 


H2 


0515-0380 


WM 


] 


ns n4K0.7M0 (CRT] 


28480 


0515-94303 


HJ 


□59Q-180S 


■9 


6 


IHSEAT-THREAOED <CRT| 


28460 


0590-1605 


HI 


0515-0374 


5 


20 


nsF^ n34ionn ifan/rear PANEL/eoTTorij 


28480 


0515-0374 


H5 


2190-0027 


6 


1 


HASHER 256 478 02 (INT AOJ) 


28480 


2190-0027 


HE 


2950-0072 


3 


1 


NUTH l/4-32> 062 (IMTADJ) 


28480 


2950-0072 


H7 


2190-Q00S 


■■ 


2 


NIL 166 34 02 (HP-ia CO)«CCTOR) 


28480 


2190-0009 


HG 


Q3B0-1482 


■9 


2 


STANDDFf-»£x (HP-16 CONNECTOR) 


28480 


0360-1462 


H9 


0515-1035 


19 


22 


nSFM H3KBrtn (FEET/COVER/PtHKH/FILTER) 


28480 


0515-1035 


HIO 


0515-11 14 


H 


4 


nsFH n3x25rm ikeyboarO} 


28480 


0515-1134 


Hll 


0535-0113 


8 


10 


TIHNERnRN NUT (CABINET TOP AND SIDES) 


28480 


0535-0113 


H12 


01E50-82401 




B 


SCREU SHOULDER (HANDLE) 


2B4BD 


01650-62401 


H13 


01550-00203 


0 




NUr PLATE (HANDLE) 


28480 


01650-00203 


H14 


54S03-2S701 


7 


■■ 


NUt-HEr (FRONT PANEL BNCS) 


28480 


54503-25701 


MJ5 


2950-0001 


8 


1 


NUrH 1/4.32X 083 (RPG) 


28480 


2960-0001 


B1 


3160-0521 




1 


FAN-TUBEAXIAL 


28480 


3160-0521 


FI 


2110-0003 




91 


FUSE 3 AHP 


28480 


2110-0003 


MFl 


54S01-S4301 


2 


II 


LABEL-HP 54501A IKNTIFICATION 


28480 


54501-94301 


HP 2 


54503-45201 


mm 


91 


CABINET-HOLOEO 


28480 


54503-45201 


HP 3 


01650-01202 


B9 


91 


BRRCKET-GROUNO 


29480 


01650-01202 


HP4 


54503-00201 


B9 


91 


REAR PRNEL 


28480 


54503-00201 


nP5 


54503-6 1602 


y 


U 


CONNECTOR-NP/HP-IB 


28480 


&45DJ-616D2 


HPS 


5040-8823 




1 


KN0B-CRRY(INr-RgM PANEL) 


28480 


5040-6923 


HP? 


01690-46101 


2 


B 


LOCKING PIN (PC BOARD) 


28480 


D1650-461D1 


HP 6 


01650-04801 


2 


■■ 


HRNOLE-BRLE 


28480 


01650-04901 


HPS 


01690-47701 


0 


2 


FOOT-nOLOEO 


28480 


01650-47701 


HPIO 


1460-1349 


5 


2 


TILT 5TRMO 


28480 


1460-1345 


npii 


54501-41901 




1 


KEYPAO-ELASTOHERIC 


28480 


54501-4160L 


MP12 


54503-45202 


5 


1 


PRNEL-KerBORRO 


28480 


545D3-45202 


MPIJ 


54503-94302 


9 


1 


LABEL KEYBOARD 


28480 


54503-94302 


nPi4 


01650-47401 


mm 


1 


KNOe-RPG 


28480 


01G50-4740I 


npis 


5080-2054 


II 


1 


LABEL-CSA CERTIFICATION 


28480 


5090-2054 


HPIS 


01690-04101 


n 


1 


COVEA-TOP 


28480 


01650-D41DI 


nPi? 


01650-64501 




1 


POUCH-TOP COVER (ACCESSORY) 


28480 


0I95O-B4SOL 


HP18 


54501-94303 


B 


1 


LABEL OVERLAY-FRONT FNINEL BNCS 


28480 


54501-B4301 


U] 


64503-61603 


■ 


1 


CMLE-OC POUER SUPPLY ASSEMBLY 


2B4BO 


S4S03-6IB03 


U2 


64903-61806 


B 


1 


CABLE-AC CALIBRATOR OUTPUT 50 DHFIS 


2B4BD 


54S03-61605 


U3 


54503-61605 


yy 




CHBLE-OC CALIBRATOR OUTPUT 50 DHHS 


28480 


54S03-E1B05 


W4 


54503-61602 


Wm 


1 


CA6LE-HP-T8 COWCCTOR 


28480 


54503-61602 


US 








CABLE-KEYBOARD flSSEHBLY 


28480 




W6 


54503-61601 


9 


1 


CABLE-CRT nONITOR ASSEMBLY 


28480 


54503-61601 


US 


8120-1521 




1 


CRBLE-POUER (STRNOAf^ INSTRUMENT) 


28480 


8120-1521 


U7 


01650-6150S 




1 


CABLE-INTENSITY ADJUST 


28480 


01650-61606 


U8 


01850-61602 




1 


CABLE-LINE FILTER 


28480 


01650-61602 


US 


S120'1703 




1 


CRBLE-POUER (OPTION SOO-UK) 


28480 


8120-1703 


US 


8120-0696 




1 


CADLE-POHER (OPTION 9D1-AUSTL) 


28480 


8120-0696 


US 


6120-1692 




1 


CABLE-POHER (OPTION 902-EUR1 


28480 


B120-1ES2 


US 


8120-2296 




1 


CRBLE-POUER (OPTION 806-SUIT) 


28480 


8120-2286 


US 


8120-2957 




1 


CABLE-POUER (OPTION 812-DEN) 


284 90 


8120-295? 


US 


8120-4600 




1 


CRBLE-POUER (OPTION BI7-AFRICA} 


28480 


B12Q-4BD0 


US 


8120-4754 


3 


1 


CRBLE-POUER (OPTI(W 918-JRPAN) 


28480 


8120-4754 


UlO 


54503-61604 


5 


1 


COBLE-SERVICE EKTEtffiER 


2B4BD 


54503-61604 


PI 


54503-67601 




1 


PLUO-BANRNR 


2B4B0 


54503-67601 



See Introduction to this action tor ordering Information 
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6-1. INTRODUCTION 

This section provides troubleshooting, service, 
and repair informatlonfor the HP 54501A 
Digitizing Oscilloscope. Troubleshooting corv 
sists of flowcharts, sell test descriptions and 
instructions for use, and signal level tables. 
The troubleshooting information is provided to 
isolate a faulty module. When a faulty module 
has been located, the disassembly/assembly 
procedures help direct replacement of the 
module. 



6-2. SAFETY CONSIDERATIONS 

Read the Safety Summary at the front of this 
manual before servicing the instrument. Before 
performing any procedure, review it for cau- 
tions and warnings. 



WARNING 



Ma/nfenance should be performed by 
trained service personnel aware of the 
hazards involved (for example, fire and 
electric shock). When ma/aferrance can 
be performed without power applied, the 
power should be removed from the in- 
strument. 

6-3. LOGIC CONVENTION 



Voltage levels representing logic states are as 
follows: 



LOW (L) 


The more negative of two voltage 
levels. 


HIGH (H) 


The more positive of two voltage 
levels. 


Signals may be either HIGH true, or LOW true. 
The HP 54501 A contains both TTL and ECL 
iCs. Worst case voltage levels for 
troubleshooting and signature analysis are as 
follows (1C data sheet specifications may be 
more accurate): 




TTL VOLTAGE LEVELS 


Level 


Voltage 


LOW 


less than 0.8 V 


HIGH 


greater than 2.0 V 




ECL VOLTAGE LEVELS 


Level 


Voltage 


LOW 


less than -1 .50 V 


HIGH 


greater than -1.10 V 



Where logic levels are used in this manual, 
certain conventions are used. Logic states are 
defined as follows: 

0 False, negated. Inactive, or unas- 

serted state. 



Because ECL inputs are pulled down inside 
the 1C, an unconnected ECL Input is low. ECL 
outputs may be tied together the same way as 
open-collector TTL outputs. Thus, they may be 
wire-ANDed or wire-ORed. 



1 True, active, or asserted state. 
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POWER 

SUPPLY 

ASSEMBLY 

SUPPLY 

ASSEMBLY 



W1 

•15V(A)** 
■12V(A)- 
•12V{D)* 



rH-5.15V{A)- 
{-5.15V(D)- 
-+3.5V(A)- 
— 5.^V(A)• 

— 12V(A)- 
-ANAGND(A) — 
-DGTLGNO(D)- 
-FANGNO(A)— 
-DSPLYGNO(D)' 




BlWl 



Intensity 



W7 



SYSTEM 

BOARD 

ASSEMBLY 



0950 



W6 

-HSYNC- 
-VSYNC- 

-HBRGHT 

-FBRGHT 

-5V(D) — 
-12V{D)— 
[-DGTLGND— 
koSPLYGND- 



J1 



System Control 

h 1 

Data r 

Acquisition 04 



013 012 Oil 010 



T 
/ 3 

L 



DISPLAY 

MONITOR 

ASSEMBLY 




* A and D represent analog 
and digital voltages from 
the power supply. Analog 
voltages are routed mainly 
to data acquisition section 
of the system board. 



CHI CH2 CHS CH4 



** Dashed line indicates 
rear panel location. 




Figure 6-1. HP 54501 A Simfjtified Block Diagram 
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6-4. BLOCK LEVEL THEORY OF 
OPERATION 

The HP Model 54501A is a four-chartnef 100 
MHz digitizing oscilloscope. The human Inter- 
face is a front-panel knob and keypad for in- 
strument control and 9" (diagonal) green 
phosphor CRT for information display. 
Available on the rear panel is an HP-tB con- 
nector for communication to a printer or from 
a controller. Two oscilloscope outputs are 
also available on the rear panel through BNC 
connectors: one for dc calibration and one 
for ac calibration and probe compensation. 

The hardware of the HP 54501A consists of 
four main modules. Figure 6-1 is a simplified 
block diagram of the four main assemblies. 
Also, In the diagram are rear panel connectors 
and the intensity adjustment. 

This manual supports troubleshooting to mam 
assembly level. Theory of operation for the 
System Board Assembly is included for infor- 
mation only and is not intended for 
troubleshooting purposes. 

6-5. Power Supply Assembly 

The Power Supply Assembly of the HP 54501A 
is a 120 W switching power supply, it has a 
dc output power connector and cable that 
connects to the System Board Assembly. The 
ac input range to the power supply is 115V or 
230 V and has maximum power of 200 W 
when operating at 48 - 66 Hz. 

The Power Supply Assembly provides all vol- 
tages necessary to operate the HP 54501 A to 
the System Board Assembly. Unfiltered vol- 
tages of + 15V, -15V, +12V, -12V, +5.1 5V. and 
-5.2V are supplied to the board where they are 
then filtered and distributed throughout the 
board and to the Display Monitor Assembly. 
Filtered voltages of approximately +5 V and 
+12 V are routed through the System Board 
Assembly to the Display Monitor AssemtMy. 

The +5.15 V supply is adjustable. The adjust- 
ment procedure is in section 4 of this manual. 



6-6. Display Monitor Assembly 

The Display Monitor Assembly consists of the 
sweep board circuitry, a 9-inch green phos- 
phor display CRT, and the CRT yoke. The as- 
sembly requires + 5 V and +12 V from the 
power supply via the System Board Assembly. 

The CRT is a non-interlacing raster display 
controlled by the CPU portion of the System 
Board Assembly. System control provides 
synchronization and pixel information. 

6-7. System Board Assembly 

The System Board Assembly contains the ac- 
quisition system and system control circuitry. 

It also provides interfaces for the Power 
Supply Assembly. Display Monitor Assembly, 
keypad, RPG, and HP-IB. The input to the 
System Board Assembly from the target sys- 
tem IS from any or all four channels located at 
the front panel BNCs. The user interface Is 
from the front-panel keyboard or with a con- 
troller via the HP-IB connector located on the 
rear panel. A more detailed theory of the 
System Board Assembly follows this block 
level theory. 

6-8. Keypad and Knob Assembly 

The front-panel keypad of the HP 54501A is 
elastomeric and has 44 keys. Twenty of the 
keys are single-function, 17 are dual-function, 
and the remaining 7 are display softkeys with 
variable functions depending on the displayed 
menu. The keyboard rows are continually 
scanned at a frequency of 60 Hz and when a 
key is pressed, the signal is sent as data to the 
68000 which determines the key pressed and 
its function. 

The RPG (Rotary Pulse Generator) is control- 
led by the front-panel knob and supplies pul- 
ses to the 68000 microprocessor when the 
knob IS turned. The RPG is used to dial in 
values for various settings of the displayed 
menu. The RPG will normally be set in coarse 
mode but may be used in fine mode by press- 
ing the front-panel toggle key above the RPG 
labeled FINE. 
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6-9. SYSTEM BOARD ASSEMBLY 
THEORY OF OPERATION 

The System Board Assembly is built around 
the 68000 microprocessor and acquisition cir- 
cuitry that provide probing, shaping, storing, 
and analyzing of data from a target system. 
The system board block diagram has been 
divided into two sections: acquisition and 
system control. Figure 6-2 is the acquisition 
block diagram and figure 6-3 is the block 
diagram for system control. 

6-10. Acquisition 

The main blocks of the HP 54501A System 
Board Assembly acquisition consists of four 
input attenuators, four impedance converters 
and preamplifiers, two channel select circuits, 
two track and hold circuits, two post 
amplifiers, two A/D converters, two trigger 
comparators, logic trigger, timebase iC, fine in- 
terpolator, D/A converter, and acquisition 
RAM. 

Attenuators. Channels 1 and 4 attenuators are 
divide by 1. 10, and 100 inputs and are fully 
programmable through 1/2/5 sequence levels 
over 2 mV/5 V/div {1 mV/div and 5 mV/div are 
software expands of the 10 mV/dIv setting). 
Channels 2 and 3 attenuators are divide by 10. 
non-programmable and display external trig- 
gers at 100 mV/div, 200 mv/div, and 500 
mV/div. 

The attenuators divide the incoming signal to a 
level the impedance converter and preamplifer 
can handle. Variable capacitors on the at- 
tenuators allow adjustment for stray 
capacitance. 

Impedance Converters and Preamplifiers. The 
four impedance converters and preamplifiers 
of the HP 54501 A are identical. When the sig- 
nal reaches the impedance converter from the 
attenuator, it is split into its ac and dc com- 
ponents. This allows implementation of AC 
coupling to block the dc component from 
passing through. The impedance converter 
has an ac ad)ustment for pulse response. 

The low-frequency component is applied to a 
low-frequency amplifier and the 
high-frequency component to a high-pass 



filter. DC offset from the DAC is incorporated 
in the low-frequency amplifier. A variable 
resistor in the low-frequency amplifier is 
provided for compensation adjustments for 
each channel. 

The high- and iow-frequency components of 
the signal are recombined and applied to the 
input FET of the preamplifier providing a high 
input impedance for the preamplifier. The 
preamplifier changes the incoming signal into 
a differentia) signal (2 complementary signals) 
and adds a gam of X2.5 to one and X5 to the 
other. The edges of the outgoing signals 
represent the selected trigger point of the input 
signal. One of the signals goes to channel 
select, to be displayed on screen, and the 
other to the trigger comparator. 

Channel Select. The channel select deter- 
mines one of two channels to be digitized and 
displayed by the oscilloscope. There are two 
channel select circuits: one for channels 1 
and 2 and one tor channels 3 and 4. Thus, 
only two A/D converters are necessary for the 
four-channel oscilloscope. When both chan- 
nels are selected for display, the two channels 
are sampled alternately so all four channels 
are displayed simultaneously. 

Track and Hold. Track and hold limits the slew 
rate of the signal coming from channel select 
for the A/D converter. The adjustment in 
track and hold eliminates offset in the output 
of the arcuit due to the switching between the 
two modes. 

Post Amplifier. The post amplifier receives the 
signal from track and hold and divides it by 1 , 
2, or 5. These dividers are what differentiate 
the signals from the 10, 20, and 50 mV/div so 
that all signals are the same at the A/D con- 
verter. (The same is true for the 100, 200, and 
500 mV/div and 1. 2, and 5 V/div ranges.) The 
signal is then amplified by 12 for an input of 2 
V at the A/D converter for full scale on all 
ranges. 

A/D Converter. The analog-to-digitai converters 
digitize the signal into an 6-bit binary code that 
is then stored in the acquisition RAM. One 
A/D converter digitizes the signal from either 
channel 1 or 2 and the other the signal from 
channel 3 or 4, depending on Channel Select. 
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Figure 6~2, HP 54501 A Acquisition Block Diagram 



6-5 



































HP 54501 A SERVICE 



Trigger Comparator. The trigger comparator 
compares the input signal from the 
preamplifier with the trigger level signal from 
the DAC. The comparator also uses the trig- 
ger hysteresis from the DAC for partial noise 
immunity to the system. The incoming signal 
must be large enough to satisfy the hysteresis 
requirement before the output of the compara- 
tor switches. The output of the trigger com- 
parator goes to the logic trigger. 

Logic Trigger. The user trigger information is 
programmed to the logic trigger. The logic 
trigger accepts the outputs of all four trigger 
comparators and may be programmed for 
complex triggering on any one or all four 
channels. 

Timebase. The timebase is the IC that 
provides the sample clock for all timing neces- 
sary for data acquisition. The clock for the 
timebase is a 40 MHz oscillator. The timebase 
uses the 40 MHz time and the 40 MHz divided 
by four (10 MHz). The timebase has program- 
mable internal dividers for output frequencies 
of the sample clock appropriate for the time 
range the user has selected. The timebase 
receives the trigger timing information from the 
fine interpolator. 

The timebase has counters to control how 
much data is taken before (pretrigger data) and 
after (posttrigger data) the trigger event. When 
the desired number of points for pretrigger 
data have occurred, the timebase sends a sig- 
nal to the logic trigger (trigger arm) Indicating 
it is ready for the trigger event to occur. As 
soon as the trigger condition is satisfied, the 
logic trigger sends a signal back to the 
timebase. The timebase then begins counting 
down the posttrigger delay counter. When the 
countdown reaches zero, the sample clocks to 
the memory address counters are stopped and 
the 68000 is signaled that the acquisition is 
complete. 

Fine Interpolator. The fine interpolator is a 
dual-slope interpolator circuit that acts as a 
time-interval stretcher to supply the trigger 
timing information to the timebase. When the 
logic trigger receives a signal that meets the 



programmed triggering requirements, it signals 
the timebase. The timebase then sends a 
pulse to the fine interpolator. The pulse is 
equal in width to the time between the trigger 
and the next sample clock. The fine 
interpolator stretches this time out by a factor 
of 250. Meanwhile, the timebase runs a 
counter (off the 40 MHz oscillator) until the 
fine interpolator indicates the stretch is com- 
plete. These are the sample points stored by 
the timebase for the 68000 to use for display- 
ing the acquired data. 

D/A Converter. The digital-to-analog converter 
(DAC) has 16 outputs and is programmed to 
set the levels for channel DC offset, trigger 
level, trigger hysteresis, and levels going to the 
A/D converter. The highest level out of the 
DAC is 5 V dc, and the lowest is 0 V dc. The 
voltages between those two levels are pulses 
from 0 to 5 V, varying In width. The DAC out- 
puts go through op amp filters to convert the 
pulse streams to dc levels. The dc levels are 
then ^phed to the appropriate circuits. 

Acquisition RAM. The acquisition memory is 
2K X 8 bits of RAM. 

The sample clock from the timebase is gated 
with digital circuitry and some of the control 
lines and applied to memory address counters 
of the acquisition RAM. The memory address 
counters step through the address locations of 
RAM and their rate is the rate data is acquired. 

When the 68000 is signalled by the timebase 
that the data acquisition is complete, the data 
is then transferred to the system RAM. 

The data stored in system RAM is the data 
from the A/D converters interleaved with the 
interpolation information stored by the 
timebase. 

The 68000 retrieves the data from memory 
(system RAM) to display on the CRT monitor. 
The timing information of the trigger event 
relative to the sample clock is the data from 
the timebase. The 68000 uses this data for 
placing the sample points at the correct loca- 
tions on the display. 
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6>11. System Control 

The s/stem control of the HP 54501A consists 
of a 68000 microprocessor and the associated 
circuitry required to control the acquisition 
section of the System Board Assembly and the 
display monitor. The interfaces for HP-IB and 
keyboard assemblies are also included on the 
system board. Figure 6-3 is the block diagram 
for system control of the HP 54501 A. 

Central Processing Unit (CPU) 

The CPU for the HP 54501 A is the 68000 P10 
microprocessor with addressing capability of 
16 Megabytes (23 address lines/16 data lines). 
The CPU receives its clock from the TCL 
(Timing Control Logic) at the rate of 9.8304 
MHz (10 MHz creating a cycle time of 101.7 
nanoseconds (100 nsec). TCL provides all 
timing for the CPU including timing control of 
bus arbitration. Therefore, the bus grant out- 
put from the CPU is not used. The CPU drives 
the read/write line and the address and data 
strobes. 

The CPU activates a free-running 1 MHz en- 
able clock for synchronization with the CRT 
Controller (CRTC). The TCL generates the 
Valid Peripheral address signal on behalf of the 
CRTC to complete the peripheral contrd 
timing. 

Power. System control of the HP 54501A 
requires +5 volts dc (relative to digital ground) 
and +12 volts dc (relative to display ground) for 
operation. System control supplies the display 
board with +5 volts, +12 volts, display ground 
and digital ground. The beeper/clicker circuit 
is operated off the +12 display voltage, the 
remaining system control circuitry is operated 
from the +5 digital voltage. 

Clock. The fundamental clock period for sys- 
tem control Is derived from a 19.666 MHz (20 
MHz) crystal oscillator. The fundamental sys- 
tem control clock is multiplexed and dis- 
tributed to provide synchronization for the 
timing control logic (TCL), the dot rate for the 
display circuitry, and a high-frequency signal 
to data acquisition for the AC Calibrator 
Output signal on the rear panel. 



Timing Control Logic (TCL). 

Timing Control Logic (TCL) is reponsibie tor 
providing timing and control for System 
Control of the HP 54501A. 

The TCL circuitry consists of PALs (program- 
mable array logic), various logic gates. LRC 
delay circuit, and miscellaneous circuitry for 
arbitrating between display and refresh 
requests for display and system RAMs. The 
PALS and arbitrator, circuitry and are 
synchronized with the 20 MHz clock, while the 
LCR delay circuit and miscellaneous gates are 
asynchronous. 

The signals generated by TCL include a 
hardware select line to the decoders, write- 
enable to protected non-volatile Static RAM, 
and all timing and control signals for the inter- 
face circuits. 

Beeper/Ciicker. The beeper/clicker Is the 
sound effect for the HP 54501 A. The beeper is 
not utilized by the HP 54501 A. The clicker 
sounds when warning or error messages are 
displayed, when a key on the keypad is 
pressed and when the RPQ is rotated. 

The 3 kHz square wave required by the clicker 
tor operation is provided by the CRT 
Controller. 

The clicker may be deactivated via the UTILITY 
menu. 

Resef/PreseU The reset/preset circuitry con- 
sists of a voltage divider, reference voltage, 
and comparator to provide the System Board 
Assembly with a timeout during power up and 
power down of the HP 54501 A. This timeout 
signal is applied to critical time and power 
sensitive ICs on the board. The signal goes to 
the microprocessor, the TCL, decoders, and 
HP-IB and data acquisition interfaces. 

When power is applied, as the +5 V supply 
crosses the upper threshold of the comparator, 
the timeout signal of approximately 200 mil- 
liseconds is generated and applied to the sys- 
tem control circuitry assuring the board 
powers up in a known state. 
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Figure 6-3. HP 54501 A System Control Block Diagram 
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Similarly, when power is removed, as the +5 V 
supply crosses the lower threshold of the 
comparator, the timeout halts the micro* 
processor ahd resets all critical timing before 
the +5 V supply falls below the valid operating 
region for TTL. 

Decoders. The four upper address lines (A23. 
A22, A21 , and A20] are decoded into function- 
al operations for system ROM, non-volatile 
static RAM, system RAM, display RAM, 
keyboard, HP-IB, CRTC, and an operation cal- 
led DEVICES. 

The DEVICES operation is further decoded to 
clear the RPG and interrupts on the micro- 
processor, address the RPG and clic- 
ker/beeper, and provide a latch to the data 
acquisition. 

The address strobe from the microprocessor 
and a hardware chip select line from the TCL 
provide the functional timing for the address 
decoders. 

Memory. Memory for the system control of the 
HP 54501 A is composed of System ROM, 
System RAM, and static RAM. 

There are 3 Megabits of System ROM con- 
figured as two 128K X 6 and one 64K X 16 
(256K + 128K) for 384K bytes of CMOS 
EPROM with 200 nanoseconds access time. 
System ROM is used to store system operating 
code, iook-up tables, constants, default cal 
factors, etc. 

The 4 Megabits of System RAM are configured 
as four 256K X 4 for 51 2K bytes of CMOS 
dynamic RAM with a 220 nanosecond cycle 
time. The address inputs to each of the four 
RAMS are multiplexed to create an internal ar- 
ray of 512 X 512 X 4. Nine address lines are 
used for row decoding and nine are used for 
column decoding, The System RAM uses the 
conventional RAS/CAS timing scheme for 
read/write and refresh. System RAM stores 
variables, acquisition data for displaying, and 
provides scratch-pad memory for the 
microprocessor. 

The CMOS static RAM is configured as 32K X 
8 with a 120 nanosecond access time. The 
static RAM IS combined with a smart socket 



that has a built-in controller circuit and an 
imbedded lithium energy source. The smart 
socket monitors the supply voltage (Vcc). 

When Vcc falls below an acceptable voltage 
level, such as during power-down of the HP 
54501 A, the internal lithium source is auto- 
matically switched on and write protection Is 
unconditionally enabled to prevent garbled 
data. The non-volatile static RAM stores menu 
configurations, calibration factors, and up to 
four waveforms. Normal power-up of the HP 
54501 A restores the calibration factors as 
stored in non-volatile memory and menu con- 
figurations from the last power-down state. A 
key-down power-up. In which any key is held 
down during power-up. does not affect calibra- 
tion factors previously stored in non-volatile 
memory but resets the HP 54501 A menu con- 
figurations to known settings. 

Interface Circuits. System Control of the HP 
54501 A interfaces with four major communica- 
tion circuits. These four circuits are the dis- 
play monitor, front-panel keypad and RPG, 
HP-lB and acquisition. 

The display interface consists of a CRT con- 
troller 1C (CRTC), display RAM. shift registers, 
and buffers for address and data lines. 

The CRTC provides the horizontal and vertical 
sync signals for the CRT and a disable/enable 
signal for TCL that Is used for generating the 
necessary timing for addressing the CRT 
screen. 

The display RAM is configured in a 
row/column matrix. Counters track the 
memory location in display RAM versus 
positioning the data on the CRT as data is 
shifted from display RAM to two shift registers. 
The output of the shift registers is two data 
streams. One stream is displayed as full-bright 
pixel information on the CRT and the other as 
half-bright. A character ROM is not utilized in 
the display interface because all character 
matrices are stored in System ROM. 

The HP-IB interface circuitry supports com- 
munication with other Instruments (printer, 
controller, automated test equipment, etc.) 

The circuit consists of three main components. 
The TMS 9914 QPIB controller provides an 
interface between the microprocessor system 
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and the HP-IB in accordance with IEEE 488 
standards. The 75160 is an 8-bit data buffer 
and the 75162 is an 8-bit control line buffer. 

The HP-IB Is a 24-pin shielded cable carrying 
6 data lines, 8 control lines, 7 system grounds, 
and 1 chassis ground. 

The keypad/RPG interface is interpreted as an 
8X8 matrix with 8 row lines connected 
through an open-collector buffer to the 8 lower 
address lines and the 8 column lines connec- 
ted through a tri-state buffer to the 8 lower 
data lines. 



The acquisition interface consists of 16 func- 
tional lines: 3 data latch controls, 4 logic trig- 
ger functions, 2 DAC functions, 3 timebase 
functions, and four unused selects. Other in- 
terface circuitry is made up of buffers for ad- 
dress and data lines and five latched data lines 
for control signals to the Timebase and Logic 
Trigger and the calibration outputs to the HP 
54501A rear panel. The CPU provides 3 
clocks to acquisition via the interface: 1 .5 kHz 
to rear panel DC Calibrator Output, 2.5 MHz 
for dither, and 20 MHz to D/A Converter and 
Probe Compensation AC Calibrator Output. 
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6-12. TROUBLESHOOTING 
6-13. Troubleshooting Flowcharts 

This section consists of troubleshooting flowcharts, module signal level tables, module signal level 
tables. The flowcharts refer to the tests and tables to help isolate trouble. Disassembly procedures 
are included at the end of this section to direct m replacing faulty modules. The circled numbers 
on the first chart Indicate the entry point of the next flowchart for isolating a problem. 




Figure 6-4. General Trouble Isolation Flowchart for HP 54501 A 
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Figure 6 - 5 . Trouble Isolation Chso't for HP 54501 A Fan/Fuse 
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Figure 6 - 6 . TroulDle Isolstion Flowchart for HP 54501 A Power Supply 
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Figure 6-9. Trouble Isolation Flowchart for HP 54507A Calibration Signals 
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6-14. Power Supply Voltages Check 

~\NArtumc I 

This procedure Is to be performed only by service-tramed personnel aware 
of the hazards tnvoh/ed (such as fire and electrical shock). 

1 . Remove top cover from instrument. 

2. Refer to figure 6-10 for locations of power supply test points. 

3. Check voltages on power supply test points for voltages in figure 6-10. 

4. The power supply can be isolated to check output voltages with the following steps. 

a. Remove power cable from instrument. 

b. Disconnect cable Wl from power supply as in figure 6-10. 

c. Load +5.15 V supply with resistor (see Recommended Test Equipment in section 1). 
Use alligator clips to connect one end of the resistor to any pin 1-4, and the other end 
to any pin 5-8. 

d. Connect power cable and check for voltages in table 6-1 . 



COM +12V +12V -12V -5.2V +3.5V +5.15V +5.15VADJ 




Figure 6-10. HP 54501A Power Supply Test Points 
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Table 6-1 Power Supply Assembly /System Board Assembly Voltages 



PIN 


SIGNAL 




PIN 


SIGNAL 


1 


f5.15 V (ANALOG) 




11 


“5.2 V (ANALOG) 


2 


f5.15 V (ANALOG) 




12 


GROUND (ANALOG) 


3 


+5.15 V (DIGITAL) 




13 


+12 V (ANALOG) 


4 


+5.15 V (DIGITAL) 




14 


GROUND (ANALOG) 


5 


GROUND (DISPLAY) 




15 


-12 V (ANALOG) 


6 


GROUND (DIGITAL) 




16 


GROUND (ANALOG) 


7 


GROUND (DIGITAL) 




17 


+12 V (DISPLAY) 


8 


GROUND (ANALOG) 




18 


-5.2 V (ANALOG) 


9 


+3.5 V (ANALOG) 




19 


+15.5 V (FAN) 


10 


GROUND (ANALOG) 




20 


GROUND (FAN) 



NOTE 

The ground planes (digital, analog, and display) are at the same potential on 
the power supply, but at board level the supplies must be measured to the 
respective ground. 
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6-15. CRT Monitor Signals Check 



1 . Remove top cover from instrument. 

2. Check W6 for signals listed in table 6>2. Refer to figure 6-13 for cable location. The 
dynamic video signals FB (FULL BRIGHT) and HB (HALF BRIGHT) are single-ended TTL 
inputs. Check for activity on these pins. Table 6-3 is the truth table for these signals. 



7a0/e 6-2. CRT Monitor Assembly Cable Pin Assignments 



PIN 


SIGNAL DESCRIPTION 




PIN 


SIGNAL DESCRIPTION 


1 


+5 V (DIGITAL) 




2 


+12 V (DISPLAY) 


3 


GROUND (DISPLAY) 




4 


GROUND (DISPLAY) 


5 


+12 V (DISPLAY) 




6 


GROUND (DISPLAY) 


7 


+12 V (DISPLAY) 




8 


GROUND (DISPLAY) 


9 


+12 V (DISPLAY) 




10 


HSYNC 


11 


VSYNC 




12 


+12 V (DISPLAY) 


13 


GROUND (DIGITAL) 




14 


GROUND (DIGITAL) 


15 


GROUND (DISPLAY) 




le 


F8 


17 


GROUND (DISPLAY) 




18 


HB 


19 


GROUND (DISPLAY) 




20 


+5 V (DIGITAL) 
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rafi/e 6-3. FB and HB Truth Table 



FB 


HB 


Video Output 


0 


0 


Off 


0 


1 


Half -bright 


1 


0 


Ful 1 -bright 


1 


1 


Fun -bright 





Figure 6-13. HP 54501A CRT Monitor Assembly Cable. W6, Location 
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6-16. HP 54501 A Keyboard Signals Check 



1. To isolate faulty elastomeric keypad or keyboard when random key(s) not operating, perform 
the following steps: 

a. Remove top cover and and power supply. (Refer to Removal and Replacement of Power 
Supply Assembly, if necessary.) 

b. Remove the four screws securing the keyboard assembly to the front panel. 

c. Replace power supply and apply power to the instrument. 

d. Run Keyboard Self Test. 

e. Allow keyboard assembly to fall forward from front panel and separate the elastomeric 
keypad from the printed circuit keyboard. 

f. Short Keyboard trace (with a paper clip or screwdriver) of non-operating key and look for 
appropriate response on display. 

g. if display responds as if key were pressed, replace elastomeric keypad. 

h. If display does not respond to short as if Key were pressed, replace keyboard. 



2. The row scan signal of 60 Hz is present at ail times. This signal Is found on pins 14 through 
20 of keyboard cable connector. The same signal is on pins 3 and 9 through 13 only when a 
key IS being pressed. Refer to table 6-4 for all signals going to and from the keyboard. 



Table 6-4, Keyboard Connector Voltages and Signals 



PIN 


SIGNAL 




PIN 


SIGNAL 


1 


RPG A 




Z 


RPG B 


3 


COLUMN DATA* 




4 


COLUMN DATA* 


5 


COLUMN DATA* 




6 


COLUMN DATA* 


7 


COLUMN DATA* 




8 


COLUMN DATA* 


9 


COLUMN DATA* 




10 


COLUMN DATA* 


11 


60 HZ SCAN 




12 


COLUMN DATA* 


13 


60 HZ SCAN 




14 


60 Hz SCAN 


15 


60 HZ SCAN 




16 


60 HZ SCAN 


17 


60 HZ SCAN 




18 


60 HZ SCAN 


19 


+5 (DIGITAL) 




20 


60 HZ SCAN 



* Row scan signal of 60 Hz is on these pins only when a key in the 
corresponding column Is pressed. 
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6-17. ASSEMBLY REMOVAL AND INSTALLATION 



This section contains the procedures for removal and installation of the oscilloscope system board, 
CRT monitor, power supply, fan and keyboard assemblies. Read the Safety Summary at the 
front of this manual before servicing the instrument. 



WARNING 








CAUTION 





Hazardous voltages exist on the power 
supply, the CRT assembly, and the dis- 
play sweep board. To avoid electrical 
shock, the following procedures should 
be closely adhered to. Walt at least 
three minutes for the capacitors on the 
power supply and sweep boards to dis- 
charge before servicing this instrument. 



Never remove or install any circuit board 
with the instrument power ON. 
Component damage may occur. 



6-18. Removal and Replacement of Rear Panel Assembly 

1 . Disconnect power cable. 

2. Remove the six screws from top and the two screws from each side of the Instrument with 
TORX® 10 screwdriver. 

3. Lift top cover off. 

4. Detach line filter cable. W7, from power supply. 

5. Remove the eight screws from the rear panel with TORX® 15 screwdriver. 

6. Remove rear panel from instrument cabinent. 

7. Replace rear panel by reversing this procedure. 

6-19. Removal and Replacement of Power Supply Assembly 

1 . Disconnect power cable. 

2. Remove the six screws from top and the two screws from each side of instrument cabinet 
with TORX® 10 screwdriver. 

3. Lift top cover off. 

4. Remove cable vyi attaching power supply to System Board Assembly. 

5. Detach line filter cable, W7, from Power Supply Assembly. 
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6. Remove the two PCB (printed circuit board) retainers securing Power Supply Assembly 
from right front and rear comers of the instrument cabinet by pulling retainers up and out. 

7. Slide Power Supply Assembly out through side of instrument cabinet. 

8. To replace Power Supply Assembly, reverse this procedure. 



NOTE 

When installing the Power Supply Assembly, make certain power supply 
connectors are directed to inside of instrument. 



6-20. Removal and Replacement of Keyboard Assembly 



1 . Disconnect power cable. 

2. Remove power supply by following the steps previously detailed in Removal and 
Replacement of Power Supply Assembly. 

3. Detach keyboard cable, W5. from System Board Assembly. 

4. Remove the four screws securing Keyboard Assembly to front of instrument cabinet. 

5. The Keyboard Assembly {label overlay, housing, keypad, keyboard, RPG and knob) will 
come off front panel as one unit. 

6. To disassemble the Keyboard Assembly, follow these steps: 

a. Pull RPG knob to remove Keyboard Assembly from front panel. 

b. Elastomeric keypad is not attached to keyboard and may be lifted from assembly. 

c. Pull to remove knob from Keyboard assembly. 

d. Remove 7/16 inch nut and washer holding RPG to Keyboard Assembly. 

e. Disconnect cable from keyboard printed circuit board. 

7. Disconnect RPG cable from keyboard assembly. 

8. Replace Keyboard Assembly by reversing this procedure. 
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6-21. Removal and Installation of System Board Assembly 



CAUTION 



The effects of ELECTROSTATIC DISCHARGE may damage electronic com- 
ponents. Use grounded wriststraps and mats when servicing the System 
Board Assembly. 



1 . Disconnect power cable. 

2. Remove the six screws from top and the two screws from each side of 
instrument. 

3. Lift top cover off. 

4. Detach line filter cable, W7, from Power Supply Assembly. 

5. Remove dc power supply cable, W1 . 

6. Remove the two PCB (printed circuit board) retainer from right front and 
rear corner of Power Supply Assembly. 

7. Remove Power Supply Assembly by sliding out through side of Instrument. 

8. Remove the nuts from fronUpanel BNCs with 5/8 inch nutdriver. 

9. Disconnect fan cable B1W1 from System Board Assembly. 

10. Disconnect keyboard cable, W5, and HP-IB Cable, W4, from System Board 
Assembly. 

11. Remove rear panel by removing the eight screws secunng It to instrument 
and lifting off. Refer to previous paragraph Removal and Installation of Rear 
Panel , if necessary. 

12. Carefully place instrument in front-panel-down position or on its side and 
remove the EIGHT #10 TORX ® screws on the bottom of the instrument that 
secure System Board Assembly to cabinet. 

13. Remove the four 5/8 inch nuts holding System Board Assembly BNCs to 
front panel. 

14. Slide System Board Assembly out of cabinet through rear of instrument. 

15. Replace System Board Assembly by reversing this procedure. 
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6>22. Removal and Replacement of CRT Monitor Assembly 



1 . It Is necessary to remove System Board Assembly from instrument in order to 
remove hardware securing CRT to Instrument cabinet. Refer to Removal and 
Replacement of System Board Assembly, if necessary. 

2. Connect a jumper lead between ground lug of CRT and shaft of a screwdriver. 
To discharge CRT, place screwdriver under protective rubber cap of post ac- 
celerator lead and momentarily touch screwdriver to metal clip of post ac- 
celerator lead. 



CAUTION 



Disctiarge post accefcrt^or lead fo a grounding lug only. Components 
will be damaged if the post acceierator is discharged to other areas. 



NOTE 

The CRT may charge up by itself even while disconnected. Discharge the 
CRT before handling by shorting the post acce/erafor terminal of the CRT to 
the ground lug with a fumper lead. 



3. 



Disconnect post accelerator lead from CRT by firmly squeezing rubber cap until metal clip 
disengages from CRT. 



4. 



Detach intensity cable, W7. from sweep board. 



5. Detach sweep cable, W6. from sweep board and CRT Monitor Assembly cables from CRT 
and sweep board. 



6. Slide sweep board up and out of cabinet slot. 



NOTE 

When installing sweep board, it may be necessary to press on center of the 
outer shield of sweep board to allow the board to clear cabinet support rib. 



7. Carefully place instrument in front-panel-down position. 

8. Remove the three 7mm nuts secunng CRT to front panel.. 

9. Remove the #15 TORX® screw securing CRT to front panel. 

10. Remove CRT and ground bracket from front panel of instrument. 
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NOTE 

When installing CRT. make certain that CRT yoke is properly aligned. THE 
GROUND BRACKET MUST BE INSTALLED BEFORE THE CRT. 



11 . To install CRT Monitor Assembly, reverse this procedure. 



NOTE 

After replacement of CRT Monitor Assembly, only if necessary, perform the 
CRT adjustment procedures detailed in section 4 of this manual. 

6-23. Removal and Replacement of Fan 

1. Disconnect power cable. 

2. Remove the six screws from top and the two screws from each side of instrument. 

3. Lift off top cover. 

4. Remove rear panel from instrument cabinet. Refer to Removal and Installation of Rear 
Panel Assembly, if necessary. 

5. Detach line filter cable, WS. from power supply. 

6. Detach fan cable. B1W1, from System Board Assembly. 

7. Remove fan by removing the four screws securing it to cabinet, 

8. To install fan, reverse this procedure. 

NOTE 

When replacing fan, be sure fan label is to outside of instrument to assure 
fan cable is directed toward center of rear panel for connection to System 
Assembly Board. 

6-24. Removal and Replacement of Feet/THt Stand 

1 . Remove System Board Assembly. Refer to Removal and Installation of System Board 
Assembly, if necessary. 

2. Remove the three #10 TORX® screws securing each foot/tilt stand to the bottom of the 
cabinet. 

3. To install feet/tilt stand, reverse this procedure. 



6.26 




HP54501A SERVICE 



6-17. SELFTESTS 



The selftests are used for isolating problems in tfie HP 54501 A. The selftests may be invoked 
from any menu by pressing the front-panel UTIL key and then selecting seiftest menu softkey. 
Figure 6-12 are the available choices in tiie HP 54^1A Selftest Menu. 



The tests may be run individually or, by selecting test all softkey, consecutively. After each selftest 
has been completed, a message of pass or fail for that selftest will be displayed. If failed messages- 
are displayed for components or circuitry on the System Board Assembly, it may help to perform 
the adjustment procedures In section 4 of this manual. If the selftests continue to fail, the System 
Board Assembly must be returned to the factory for service. Component level troubleshooting is 
not supported in this manual. 



The loop test in the SELF TEST MENU is used for factory service only. 








Figure 6-12. HP 54501 A Selftest Menu Selections 
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